ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808523

SAMPLE RECEIPT

The following samples were received on August 20, 2018 for the analyses specified on the enclosed Chain of Custody Record.

Lab Number Sample Name Matrix Analysis
1808523-01 B-845-082018 3ft Soil 8082A
1808523-02 B-850-082018 3ft Soil 8082A
1808523-03 B-855-082018 3ft Soil 8082A
1808523-04 B-860-082018 3ft Soil 8082A
1808523-05 SW-603-082018 0-3ft Soil 8082A
1808523-06 SW-608-082018 0-3ft Soil 8082A
1808523-07 SW-613-082018 0-3ft Soil 8082A
1808523-08 SW-618-082018 0-3ft Soil 8082A
1808523-09 B-625-082018 3ft Soil 8082A
1808523-10 SW-423-082018 0-3ft Soil 8082A
1808523-11 SW-428-082018 0-3ft Soil 8082A
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808523

PROJECT NARRATIVE

8082A Polychlorinated Biphenyls (PCB)

1808523-01 Percent difference between primary and confirmation results exceeds 40% (P).
Aroclor 1242 [2C]
1808523-02 Surrogate recovery(ies) diluted below the MRL (SD).

Decachlorobiphenyl (% @ 30-150%), Decachlorobiphenyl [2C] (% @ 30-150%), Tetrachloro-m-xylene
(% @ 30-150%), Tetrachloro-m-xylene [2C] (% @ 30-150%)

1808523-03 Surrogate recovery(ies) outside of criteria due to matrix (UCM/coelution/matrix is present) (SM).
Decachlorobiphenyl (407% @ 30-150%)
1808523-07 Surrogate recovery(ies) diluted below the MRL (SD).

Decachlorobiphenyl (% @ 30-150%), Decachlorobiphenyl [2C] (% @ 30-150%), Tetrachloro-m-xylene
(% @ 30-150%), Tetrachloro-m-xylene [2C] (% @ 30-150%)

1808523-10 Percent difference between primary and confirmation results exceeds 40% (P).
Aroclor 1260 [2C]

No other observations noted.
End of Proiect Narrative.

DATA USABILITY LINKS

To ensure you are viewing the most current version of the documents below, please clear your internet cookies for
www.ESSLaboratory.com. Consult your IT Support personnel for information on how to clear your internet cookies.

Definitions of Quality Control Parameters

Semivolatile Organics Internal Standard Information

Semivolatile Organics Surrogate Information

Volatile Organics Internal Standard Information

Volatile Organics Surrogate Information
EPH and VPH Alkane Lists

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

ESS Laboratory Work Order: 1808523

CURRENT SW-846 METHODOLOGY VERSIONS

Analvtical Methods

1010A - Flashpoint

6010C - ICP

6020A - ICP MS

7010 - Graphite Furnace
7196A - Hexavalent Chromium
7470A - Aqueous Mercury
7471B - Solid Mercury

8011 - EDB/DBCP/TCP
8015C - GRO/DRO

8081B - Pesticides

8082A - PCB

8100M - TPH

8151A - Herbicides

8260B - VOA

8270D - SVOA

8270D SIM - SVOA Low Level
9014 - Cyanide

9038 - Sulfate

9040C - Aqueous pH

9045D - Solid pH (Corrosivity)
9050A - Specific Conductance
9056A - Anions (IC)

9060A - TOC

9095B - Paint Filter

MADEP 04-1.1 - EPH
MADEP 04-2.1 - VPH

Prep Methods

3005A - Aqueous ICP Digestion

3020A - Aqueous Graphite Furnace / ICP MS Digestion
3050B - Solid ICP / Graphite Furnace / ICP MS Digestion
3060A - Solid Hexavalent Chromium Digestion

3510C - Separatory Funnel Extraction

3520C - Liquid / Liquid Extraction

3540C - Manual Soxhlet Extraction

3541 - Automated Soxhlet Extraction

3546 - Microwave Extraction

3580A - Waste Dilution

5030B - Aqueous Purge and Trap

5030C - Aqueous Purge and Trap

5035 - Solid Purge and Trap

SW846 Reactivity Methods 7.3.3.2 (Reactive Cyanide) and 7.3.4.1 (Reactive Sulfide) have been withdrawn by EPA. These

methods are reported per client request and are not NELAP accredited.

185 Frances Avenue, Cranston, RI 02910-2211
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-845-082018 3ft
Date Sampled: 08/20/18 10:42
Percent Solids: 80

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-01
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1221 ND (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1232 ND (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1242 [2C] P 0.1 (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1248 ND (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1254 0.9 (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1260 0.1 (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1262 ND (0.06) 8082A 1 08/21/18 12:27 CHB82008
Aroclor 1268 ND (0.06) 8082A 1 08/21/18 12:27 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 68 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 80 % 30-150

Surrogate: Tetrachloro-m-xylene 65 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 76 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-850-082018 3ft
Date Sampled: 08/20/18 10:51
Percent Solids: 90

Initial Volume: 19.3

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-02
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1221 ND (1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1232 ND (1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1242 [2C] 2.0 (1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1248 ND (1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1254 [2C] 16.0 (1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1260 32(1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1262 ND (1.2) 8082A 20 08/21/18 20:24 CHB82008
Aroclor 1268 ND (1.2) 8082A 20 08/21/18 20:24 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobipheny! % SD 30-150

Surrogate: Decachlorobiphenyl [2C] % SD 30-150

Surrogate: Tetrachloro-m-xylene % SD 30-150

Surrogate: Tetrachloro-m-xylene [2C] % SD 30-150
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-855-082018 3ft
Date Sampled: 08/20/18 11:09
Percent Solids: 90

Initial Volume: 19.4

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-03
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/21/18 13:05 CHB82008
Aroclor 1221 ND (0.06) 8082A 1 08/21/18 13:05 CHB82008
Aroclor 1232 ND (0.06) 8082A 1 08/21/18 13:05 CHB82008
Aroclor 1242 [2C] 1.7 (0.6) 8082A 10 08/21/18 20:43 CHB82008
Aroclor 1248 ND (0.06) 8082A 1 08/21/18 13:05 CHB82008
Aroclor 1254 [2C] 8.2 (0.6) 8082A 10 08/21/18 20:43 CHB82008
Aroclor 1260 [2C] 1.6 (0.6) 8082A 10 08/21/18 20:43 CHB82008
Aroclor 1262 ND (0.06) 8082A 1 08/21/18 13:05 CHB82008
Aroclor 1268 ND (0.06) 8082A 1 08/21/18 13:05 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobipheny! 407 % SM 30-150

Surrogate: Decachlorobiphenyl! [2C] 91 % 30-150

Surrogate: Tetrachloro-m-xylene 50 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 69 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-860-082018 3ft
Date Sampled: 08/20/18 11:13
Percent Solids: 89

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-04
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/21/18 13:24 CHB82008
Aroclor 1221 ND (0.06) 8082A 1 08/21/18 13:24 CHB82008
Aroclor 1232 ND (0.06) 8082A 1 08/21/18 13:24 CHB82008
Aroclor 1242 5.3 (0.6) 8082A 10 08/21/18 21:02 CHB82008
Aroclor 1248 ND (0.06) 8082A 1 08/21/18 13:24 CHB82008
Aroclor 1254 6.9 (0.6) 8082A 10 08/21/18 21:02 CHB82008
Aroclor 1260 [2C] 1.0 (0.06) 8082A 1 08/21/18 13:24 CHB82008
Aroclor 1262 ND (0.06) 8082A 1 08/21/18 13:24 CHB82008
Aroclor 1268 ND (0.06) 8082A 1 08/21/18 13:24 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 95 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 74 % 30-150

Surrogate: Tetrachloro-m-xylene 66 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 68 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-603-082018 0-3ft
Date Sampled: 08/20/18 11:18

Percent Solids: 96

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-05
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1221 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1232 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1242 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1248 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1254 0.09 (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1260 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1262 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
Aroclor 1268 ND (0.05) 8082A 1 08/21/18 13:43 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 112 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 70 % 30-150

Surrogate: Tetrachloro-m-xylene 57 9% 30-150

Surrogate: Tetrachloro-m-xylene [2C] 52 9% 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-608-082018 0-3ft
Date Sampled: 08/20/18 11:24

Percent Solids: 94

Initial Volume: 19.9

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-06
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1221 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1232 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1242 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1248 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1254 [2C] ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1260 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1262 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
Aroclor 1268 ND (0.05) 8082A 1 08/21/18 14:02 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 61 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 74 % 30-150

Surrogate: Tetrachloro-m-xylene 77 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 85 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com

Page 10 of 21



ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-613-082018 0-3ft
Date Sampled: 08/20/18 11:29

Percent Solids: 96

Initial Volume: 19.6

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-07
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1221 ND (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1232 ND (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1242 5.1 (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1248 ND (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1254 8.8 (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1260 [2C] 2.0 (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1262 ND (1.1) 8082A 20 08/21/18 21:21 CHB82008
Aroclor 1268 ND (1.1) 8082A 20 08/21/18 21:21 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobipheny! % SD 30-150

Surrogate: Decachlorobiphenyl [2C] % SD 30-150

Surrogate: Tetrachloro-m-xylene % SD 30-150

Surrogate: Tetrachloro-m-xylene [2C] % SD 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.
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Quality
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-618-082018 0-3ft
Date Sampled: 08/20/18 11:34

Percent Solids: 86

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-08
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/21/18 14:40 CHB82008
Aroclor 1221 ND (0.06) 8082A 1 08/21/18 14:40 CHB82008
Aroclor 1232 ND (0.06) 8082A 1 08/21/18 14:40 CHB82008
Aroclor 1242 [2C] 1.2 (0.06) 8082A 1 08/21/18 14:40 CHB82008
Aroclor 1248 ND (0.06) 8082A 1 08/21/18 14:40 CHB82008
Aroclor 1254 [2C] 67.0 (5.9) 8082A 100 08/21/18 21:40 CHB82008
Aroclor 1260 [2C] 10.4 (5.9) 8082A 100 08/21/18 21:40 CHB82008
Aroclor 1262 ND (0.06) 8082A 1 08/21/18 14:40 CHB82008
Aroclor 1268 ND (0.06) 8082A 1 08/21/18 14:40 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 90 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 140 % 30-150

Surrogate: Tetrachloro-m-xylene 63 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 63 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com

Page 12 of 21



ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-625-082018 3ft
Date Sampled: 08/20/18 13:40
Percent Solids: 93

Initial Volume: 20

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-09
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/21/18 21:59 CHB82008
Aroclor 1221 ND (0.05) 8082A 1 08/21/18 21:59 CHB82008
Aroclor 1232 ND (0.05) 8082A 1 08/21/18 21:59 CHB82008
Aroclor 1242 0.9 (0.05) 8082A 1 08/21/18 21:59 CHB82008
Aroclor 1248 ND (0.05) 8082A 1 08/21/18 21:59 CHB82008
Aroclor 1254 2.1 (0.3) 8082A 5 08/21/18 22:18 CHB82008
Aroclor 1260 [2C] 0.3 (0.05) 8082A 1 08/21/18 21:59 CHB82008
Aroclor 1262 ND (0.05) 8082A 1 08/21/18 21:59 CHB82008
Aroclor 1268 ND (0.05) 8082A 1 08/21/18 21:59 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 96 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 89 % 30-150

Surrogate: Tetrachloro-m-xylene 87 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 93 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-423-082018 0-3ft
Date Sampled: 08/20/18 13:51

Percent Solids: 97

Initial Volume: 20

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-10
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/21/18 15:19 CHB82008
Aroclor 1221 ND (0.05) 8082A 1 08/21/18 15:19 CHB82008
Aroclor 1232 ND (0.05) 8082A 1 08/21/18 15:19 CHB82008
Aroclor 1242 1.8 (0.3) 8082A 5 08/21/18 22:38 CHB82008
Aroclor 1248 ND (0.05) 8082A 1 08/21/18 15:19 CHB82008
Aroclor 1254 1.0 (0.05) 8082A 1 08/21/18 15:19 CHB82008
Aroclor 1260 [2C] P 0.3 (0.05) 8082A 1 08/21/18 15:19 CHB82008
Aroclor 1262 ND (0.05) 8082A 1 08/21/18 15:19 CHB82008
Aroclor 1268 ND (0.05) 8082A 1 08/21/18 15:19 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 69 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 117 % 30-150

Surrogate: Tetrachloro-m-xylene 98 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 89 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-428-082018 0-3ft
Date Sampled: 08/20/18 13:58

Percent Solids: 93

Initial Volume: 19.9

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808523
ESS Laboratory Sample ID: 1808523-11
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/20/18 16:38

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/21/18 15:38 CHB82008
Aroclor 1221 ND (0.05) 8082A 1 08/21/18 15:38 CHB82008
Aroclor 1232 ND (0.05) 8082A 1 08/21/18 15:38 CHB82008
Aroclor 1242 [2C] 0.6 (0.05) 8082A 1 08/21/18 15:38 CHB82008
Aroclor 1248 ND (0.05) 8082A 1 08/21/18 15:38 CHB82008
Aroclor 1254 [2C] 8.5 (1.1) 8082A 20 08/21/18 22:57 CHB82008
Aroclor 1260 1.0 (0.05) 8082A 1 08/21/18 15:38 CHB82008
Aroclor 1262 ND (0.05) 8082A 1 08/21/18 15:38 CHB82008
Aroclor 1268 ND (0.05) 8082A 1 08/21/18 15:38 CHB82008
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 88 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 106 % 30-150

Surrogate: Tetrachloro-m-xylene 83 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 92 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808523

Quality Control Data

Spike Source %REC RPD
Analyte Result MRL Units Level Result %REC Limits RPD Limit Qualifier

8082A Polychlorinated Biphenyls (PCB)

Batch CH82008 - 3540C

Blank
Aroclor 1016 ND 0.05 mg/kg wet
Aroclor 1016 [2C] ND 0.05 mg/kg wet
Aroclor 1221 ND 0.05 mg/kg wet
Aroclor 1221 [2C] ND 0.05 mg/kg wet
Aroclor 1232 ND 0.05 mg/kg wet
Aroclor 1232 [2C] ND 0.05 mg/kg wet
Aroclor 1242 ND 0.05 mg/kg wet
Aroclor 1242 [2C] ND 0.05 mg/kg wet
Aroclor 1248 ND 0.05 mg/kg wet
Aroclor 1248 [2C] ND 0.05 mg/kg wet
Aroclor 1254 ND 0.05 mg/kg wet
Aroclor 1254 [2C] ND 0.05 mg/kg wet
Aroclor 1260 ND 0.05 mg/kg wet
Aroclor 1260 [2C] ND 0.05 mg/kg wet
Aroclor 1262 ND 0.05 mg/kg wet
Aroclor 1262 [2C] ND 0.05 mg/kg wet
Aroclor 1268 ND 0.05 mg/kg wet
Aroclor 1268 [2C] ND 0.05 mg/kg wet
Surrogate: Decachlorobipheny! 0.0195 mg/kg wet 0.02500 78 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0219 mg/kg wet 0.02500 88 30-150
Surrogate: Tetrachloro-m-xylene 0.0193 mg/kg wet 0.02500 7 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0223 mg/kg wet 0.02500 89 30-150
LCS
Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 86 40-140
Aroclor 1016 [2C] 0.4 0.05 mg/kg wet 0.5000 86 40-140
Aroclor 1260 0.4 0.05 mg/kg wet 0.5000 83 40-140
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 84 40-140
Surrogate: Decachlorobipheny! 0.0191 mg/kg wet 0.02500 76 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0217 mg/kg wet 0.02500 87 30-150
Surrogate: Tetrachloro-m-xylene 0.0201 ma/kg wet 0.02500 80 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0209 mg/kg wet 0.02500 &3 30-150
LCS Dup
Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 84 40-140 3 30
Aroclor 1016 [2C] 0.4 0.05 mg/kg wet 0.5000 84 40-140 3 30
Aroclor 1260 0.4 0.05 mg/kg wet 0.5000 82 40-140 2 30
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 83 40-140 2 30
Surrogate: Decachlorobipheny! 0.0193 mg/kg wet 0.02500 77 30-150
Surrogate: Decachlorobipheny! [2C] 0.0213 mg/kg wet 0.02500 85 30-150
Surrogate: Tetrachloro-m-xylene 0.0192 mg/kg wet 0.02500 77 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0199 mg/kg wet 0.02500 80 30-150
185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808523

6]
SM
SD

P

D
ND
dry
RPD
MDL
MRL
LOD
LOQ

DL
v

Avg
NR
[CALC]
SUB
RL
EDL

Notes and Definitions

Analyte included in the analysis, but not detected

Surrogate recovery(ies) outside of criteria due to matrix (UCM/coelution/matrix is present) (SM).

Surrogate recovery(ies) diluted below the MRL (SD).

Percent difference between primary and confirmation results exceeds 40% (P).

Diluted.

Analyte NOT DETECTED at or above the MRL (LOQ), LOD for DoD Reports, MDL for J-Flagged Analytes
Sample results reported on a dry weight basis

Relative Percent Difference

Method Detection Limit

Method Reporting Limit

Limit of Detection
Limit of Quantitation

Detection Limit
Initial Volume
Final Volume

Subcontracted analysis; see attached report

Range result excludes concentrations of surrogates and/or internal standards eluting in that range.
Range result excludes concentrations of target analytes eluting in that range.

Range result excludes the concentration of the C9-C10 aromatic range.

Results reported as a mathematical average.

No Recovery

Calculated Analyte

Subcontracted analysis; see attached report
Reporting Limit

Estimated Detection Limit

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808523

ESS LABORATORY CERTIFICATIONS AND ACCREDITATIONS

ENVIRONMENTAL

Rhode Island Potable and Non Potable Water: LAI0O0179
http://www.health.ri.gov/find/labs/analytical/ESS.pdf

Connecticut Potable and Non Potable Water, Solid and Hazardous Waste: PH-0750
http://www.ct.gov/dph/lib/dph/environmental health/environmental laboratories/pdf/OutofStateCommerciall.aboratories.pdf

Maine Potable and Non Potable Water, and Solid and Hazardous Waste: R100002
http://www.maine.gov/dhhs/mecdc/environmental-health/dwp/partners/labCert.shtml

Massachusetts Potable and Non Potable Water: M-R1002
http://public.dep.state.ma.us/Labcert/Labcert.aspx

New Hampshire (NELAP accredited) Potable and Non Potable Water, Solid and Hazardous Waste: 2424
http://des.nh.gov/organization/divisions/water/dwgb/nhelap/index.htm

New York (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: 11313
http://www.wadsworth.org/labcert/elap/comm.html

New Jersey (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: RI006
http://datamine2.state.nj.us/DEP_OPRA/OpraMain/pi_main?mode=pi_by_site&sort order=PI NAMEA&Selectt+a+Site:=58715

United States Department of Agriculture Soil Permit: P330-12-00139

Pennsylvania: 68-01752
http://www.dep.pa.gov/Business/OtherPrograms/Labs/Pages/Laboratory-Accreditation-Program.aspx

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS Laboratory Sample and Cooler Receipt Checklist

Client: AEI| Consultants, Inc. - TB/MM

Shipped/Delivered Via: ESS Courier

1. Air bill manifest present?
Air No.: NA

0

2. Were custody seals present?
3. Is radiation count <100 CPM?

4. Is a Cooler Present?
Temp: 5.6 Iced with:

Ice

5. Was COC signed and dated by client?

IH

No

Yes

I

e5

Yes

ESS Project ID: 1808523

Date Received: 8/20/2018

Project Due Date: 812212018
Days for Project: 2 Day

6. Does COC match bottles?

7. 1s COC complete and correct?
8. Were samples received intact?
9. Were labs informed about short holds & rushes?

10. Were any analyses received outside of hold time?

Yes

Yes
Yes

{fes 1 No / NA

Yes.’@

11. Any Subcontracting needed?
ESS Sample IDs:
Analysis:

Yes I@a

TAT:

13. Are the samples properly preserved?

@INO

12. Were VOAs received?
a. Air bubbles in aqueous VOAs?
b. Does methanol cover soil completely?

Yesl@

Yes / No
Yes / No/NA

a. If metals preserved upon receipt: Date: Time: By:
b. Low Level VOA vials frozen: Date: Time: By:
Sample Receiving Notes:
14. Was there a need to contact Project Manager? Yes/
a. Was there a need to contact the client? Yes /\N
Who was contacted? Date: Time: By:
Air
Sample  Container  Proper Sufficient ’ ; Record pH (Cyanide and 608
Number 1D Container Subkien Volume Eantsiner Type Prassmnaiive Pesticides)
Present
01 257783 Yes NA Yes 4 0z. Jar - Unpres NP
02 257784 Yes NA Yes 4 oz. Jar - Unpres NP
03 257785 Yes NA Yes 4 oz. Jar - Unpres NP
04 257787 Yes NA Yes 4 oz. Jar - Unpres NP
05 257786 Yes NA Yes 4 oz. Jar - Unpres NP
06 257790 Yes NA Yes 4 oz. Jar - Unpres NP
07 257789 Yes NA Yes 4 oz. Jar - Unpres NP
08 257788 Yes NA Yes 4 oz. Jar - Unpres NP
09 257792 Yes NA Yes 4 oz. Jar - Unpres NP
10 257791 Yes NA Yes 4 oz. Jar - Unpres NP
11 257793 Yes NA Yes 4 oz. Jar - Unpres NP
2nd Review
Are barcode labels on cor, ‘(:t containers? o}
Are all necessary/ sti ittached? \[o]
Completed - / S
By %’ Date & Time: g/a?cﬁ/(y j& . 2]
Date & Time: %I@E’Jlﬂ ;(‘{(,

/AU S 8

Delivered A\
By:

o

oo s (€Y,

A
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ESS Laboratory CHAIN OF CUSTODY esstab# | 0f 5203
Division of Thielsch Engineering, Inc. Turn Time Rush Y © - Reporting
185 Frances Avenue, Cranston RI1 02810 Regulatory State Limits ﬂ e \
Tel. (401) 461-7181 Fax (401) 461-4486 Is this project for any of the following?: Electonic A Jtimit Checker Hswmndard Excel
www.esslaboratory.com OcT RCP OMa mcp Orap Deliverables [Jother (Please Specify —)
Campany Name Project # - Project Name
AEL B3EBUSS | BASE Qs !
Contact Person Address 0
p&’&wr\'T\hﬁ WZ Wade Sk gth Hoor =
City State " Zip Cod PO # g
Brston MA oEALs — 3
Telephone Number FAX Number Email Address
GIB-5FI-2DD cha(Caeiconsy ltoms . cc™M
- - =)
ES?DL“"" C"g‘;‘g"’" °°$fr:§°" Sample Type | Sample Matrix Sample ID
Ks\Bl 104z G S B-845 02018 (')
105) 2650 -08 2016 (%‘)
ho9 »-855- 082018 (&)
B-Cuo-002016/3)

A1)

v
[ [hig L oW - 003-082018 (0~ 34)
z4 ‘} Sw- OB -00z0ig (0-3")
A7
G

swW- U3 0g01p (0-3")

(19
s sw - 8- 082019 (6 -39
q 124 O B 925 -08201R (2°)

0 135| C v |sw-423-087018(0-3°)
B-BOD Bottle C-Cubitainer G -Glass O-Other P-Poly S-Sterile V-Vial
7-VOA 8-20z 940z 10-80z 11-Other”

Coniainer Type: AC-Air Cassette AG-Amber Glass

Container Volume: 1-100 mL  2-2.5gal 3-250mL  4-300mL 5-500mL  6-1L
Preservation Code: 1-NonPreserved 2-HC! 3-H2604 4-HNO3  5-NaOH  6-Methanol 7-Na2S203 B-ZnAce NaOH  9-NH4GI 10-DIH20  11-Ascorblc Ackd  12-Other

~ B DS PR PSS R8s (Sowhled

Number of Containers per Sample:
Laboratory Use Only Sampled by : 3 T\ ~e -
Cooler Present: il Comments: ~ Please specify "Other” preservative and containers types in this space
Seals Intact: — ! > -
noke |\ Ser projedyGACP
Cooler Temperature: U7, 1; °C /
Relinguished by: (Signature, Date & Time) Beceivid By: (Signature, Date & Time) /}élinqtﬁ.hed By: (Signature, Date & Time) Received By: (Signature, Date & Time)
=2, 82018 ISOS | o | SPdly /05 §L20]/8 /5f
Relfnquished5: (Signature, Date & Time) // Received By: (Sighature, Date & Time) / Relinquished By: (Signature, Date & Time) Received By: (Signature, Date & Time)
//
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ESS Laboratory CHAIN OF CUSTODY esstavt | CUP 53
Division of Thielsch Engineering, Inc. Tum Time Rush Reporting
185 Frances Avenue, Cranston Rl 02910 Regulatory State Limits
Tel. (401) 461-7181 Fax {401) 461-4486 Is this praject for any of the following?: Electonic  P3Hmit Checker JStandard Bxczl
www.gsslaboratory.com OcT ReP Oma Mep Orep Deliverables [ JOther (Please Specify —)
Company Nama Project # Project Name ol
: “H
Contact Parson ~ 3 9 p Address o o
6) - \ X 7 : [
City ~ 7 — Sthte =T = ZipCode PO # a (§
. X < L
Telephone Number FAX NumBer Emall Address e
2
ESS Lab{ Collection | Collection .
D Date Time Sample Type Sample Matrix Sample 1D . ’g
i 1 elohe] 1359 C < SwW-428 -082018( 0-39) N
Container Type: AC-Air Cassette AG-Amber Glass B-BOD Botle  C-Cubitainer G-Glass O-Other P-Poly S-Sterile Vevial| AC
Container Volume: 1-100mL  2-25gal  3-280mL  4-300mL 5500mlL  &iL 7-VOA 820z 940z 10-8oz 11-Other” “
Proservalion Goda: FNenPreseved 2.HC| 3H2604 4HNO3 SNaOH GMethanol 7-Na25203 &2ZnAce, NeOH S-NHICI 10DH20  11-AscolbicAcd 12-athert | |
Number of Containers per Sample: | |
Laboratory Use Only Sampledby: A T .ne
Cooler Present: — Comments: Please specify "Other" preservative and containers types in this space
Seals Intact: -
Cooler Temperature: T~ , 5,6 °C L
Relinquished-by-{Signature, Date & Time) Teceived By: (Signature, Date & Time) /F{dinqui;’hép By: {Signature, Date & Time) Recsived By: (Signature, Date & Time)
Y e gV
</ %%‘ (18 (STF Yy f/‘;,-érf ; {(‘/{/?“ .
ul Relinquished by: iSignature, Date & Time) / Recaived By: (Signature, Date & Time) / Relinqufshed By: (Signature, Date & Time) Received By: (Signature, Date & Time)
{ / /

4
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ESS Laboratory BAL Laboratory

Division of Thielsch Engineering, Inc. The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Richard Kowalski
AEI Consultants, Inc.
148 Hathaway Road
Dartmouth, MA 02747

RE: BASF Cranston (363655)
ESS Laboratory Work Order Number: 1808557

This signed Certificate of Analysis is our approved release of your analytical results. These results are
only representative of sample aliquots received at the laboratory. ESS Laboratory expects its clients to
follow all regulatory sampling guidelines. Beginning with this page, the entire report has been paginated.
This report should not be copied except in full without the approval of the laboratory. Samples will be
disposed of thirty days after the final report has been delivered. If you have any questions or concerns,
please feel free to call our Customer Service Department.

Lo 0.0 REVIEWED
Laurel Stoddard By ESS Laboratory at 3:04 pm, Aug 23, 2018
Laboratory Director

Analytical Summary

The project as described above has been analyzed in accordance with the ESS Quality Assurance Plan.
This plan utilizes the following methodologies: US EPA SW-846, US EPA Methods for Chemical
Analysis of Water and Wastes per 40 CFR Part 136, APHA Standard Methods for the Examination of
Water and Wastewater, American Society for Testing and Materials (ASTM), and other recognized
methodologies. The analyses with these noted observations are in conformance to the Quality Assurance
Plan. In chromatographic analysis, manual integration is frequently used instead of automated
integration because it produces more accurate results.

The test results present in this report are in compliance with TNI and relative state standards, and/or
client Quality Assurance Project Plans (QAPP). The laboratory has reviewed the following: Sample
Preservations, Hold Times, Initial Calibrations, Continuing Calibrations, Method Blanks, Blank Spikes,
Blank Spike Duplicates, Duplicates, Matrix Spikes, Matrix Spike Duplicates, Surrogates and Internal
Standards. Any results which were found to be outside of the recommended ranges stated in our SOPs
will be noted in the Project Narrative.

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

Division of Thielsch Engineering, Inc. The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808557

SAMPLE RECEIPT

The following samples were received on August 21, 2018 for the analyses specified on the enclosed Chain of Custody Record.

Lab Number Sample Name Matrix Analysis
1808557-01 B-455-082118 2ft Soil 8082A
1808557-02 B-465-082118 2ft Soil 8082A
1808557-03 B-470-082118 2ft Soil 8082A
1808557-04 SW-643-082118 0-2ft Soil 8082A
1808557-05 SW-663-082118 0-2ft Soil 8082A
185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
Page 2 of 14



ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808557

PROJECT NARRATIVE

8082A Polychlorinated Biphenyls (PCB)

1808557-01 Lower value is used due to matrix interferences (LC).
Aroclor 1260

1808557-01 Percent difference between primary and confirmation results exceeds 40% (P).
Aroclor 1260

1808557-04 Surrogate recovery(ies) diluted below the MRL (SD).

Decachlorobiphenyl (% @ 30-150%), Decachlorobiphenyl [2C] (% @ 30-150%), Tetrachloro-m-xylene
(% @ 30-150%), Tetrachloro-m-xylene [2C] (% @ 30-150%)

1808557-05 Surrogate recovery(ies) diluted below the MRL (SD).
Decachlorobiphenyl (% @ 30-150%), Decachlorobiphenyl [2C] (% @ 30-150%), Tetrachloro-m-xylene
(% @ 30-150%), Tetrachloro-m-xylene [2C] (% @ 30-150%)

No other observations noted.

End of Project Narrative.

DATA USABILITY LINKS

To ensure you are viewing the most current version of the documents below, please clear your internet cookies for
www.ESSLaboratory.com. Consult your IT Support personnel for information on how to clear your internet cookies.

Definitions of Quality Control Parameters

Semivolatile Organics Internal Standard Information

Semivolatile Organics Surrogate Information

Volatile Organics Internal Standard Information

Volatile Organics Surrogate Information
EPH and VPH Alkane Lists

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/svoa_i.pdf
http://www.esslaboratory.com/pdf/voa_i.pdf
http://www.esslaboratory.com/pdf/voa_s.pdf
http://www.esslaboratory.com/pdf/svoa_s.pdf
http://www.esslaboratory.com/pdf/eph_vph.pdf

ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

ESS Laboratory Work Order: 1808557

CURRENT SW-846 METHODOLOGY VERSIONS

Analvtical Methods

1010A - Flashpoint

6010C - ICP

6020A - ICP MS

7010 - Graphite Furnace
7196A - Hexavalent Chromium
7470A - Aqueous Mercury
7471B - Solid Mercury

8011 - EDB/DBCP/TCP
8015C - GRO/DRO

8081B - Pesticides

8082A - PCB

8100M - TPH

8151A - Herbicides

8260B - VOA

8270D - SVOA

8270D SIM - SVOA Low Level
9014 - Cyanide

9038 - Sulfate

9040C - Aqueous pH

9045D - Solid pH (Corrosivity)
9050A - Specific Conductance
9056A - Anions (IC)

9060A - TOC

9095B - Paint Filter

MADEP 04-1.1 - EPH
MADEP 04-2.1 - VPH

Prep Methods

3005A - Aqueous ICP Digestion

3020A - Aqueous Graphite Furnace / ICP MS Digestion
3050B - Solid ICP / Graphite Furnace / ICP MS Digestion
3060A - Solid Hexavalent Chromium Digestion

3510C - Separatory Funnel Extraction

3520C - Liquid / Liquid Extraction

3540C - Manual Soxhlet Extraction

3541 - Automated Soxhlet Extraction

3546 - Microwave Extraction

3580A - Waste Dilution

5030B - Aqueous Purge and Trap

5030C - Aqueous Purge and Trap

5035 - Solid Purge and Trap

SW846 Reactivity Methods 7.3.3.2 (Reactive Cyanide) and 7.3.4.1 (Reactive Sulfide) have been withdrawn by EPA. These

methods are reported per client request and are not NELAP accredited.

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

Tel: 401-461-7181

Fax: 401-461-4486

Quality . Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-455-082118 2ft
Date Sampled: 08/21/18 09:58
Percent Solids: 90

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808557
ESS Laboratory Sample ID: 1808557-01
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/21/18 17:14

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/22/18 11:45 CHB82106
Aroclor 1221 ND (0.06) 8082A 1 08/22/18 11:45 CHB82106
Aroclor 1232 ND (0.06) 8082A 1 08/22/18 11:45 CHB82106
Aroclor 1242 2.2 (0.6) 8082A 10 08/22/18 13:20 CHB82106
Aroclor 1248 ND (0.06) 8082A 1 08/22/18 11:45 CHB82106
Aroclor 1254 7.8 (0.6) 8082A 10 08/22/18 13:20 CHB82106
Aroclor 1260 LC, P 1.6 (0.6) 8082A 10 08/22/18 13:20 CHB82106
Aroclor 1262 ND (0.06) 8082A 1 08/22/18 11:45 CHB82106
Aroclor 1268 ND (0.06) 8082A 1 08/22/18 11:45 CHB82106
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 68 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 68 % 30-150

Surrogate: Tetrachloro-m-xylene 79 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 79 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-465-082118 2ft
Date Sampled: 08/21/18 10:11
Percent Solids: 96

Initial Volume: 19.9

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808557
ESS Laboratory Sample ID: 1808557-02
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/21/18 17:14

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/22/18 12:04 CHB82106
Aroclor 1221 ND (0.05) 8082A 1 08/22/18 12:04 CHB82106
Aroclor 1232 ND (0.05) 8082A 1 08/22/18 12:04 CHB82106
Aroclor 1242 0.3 (0.05) 8082A 1 08/22/18 12:04 CHB82106
Aroclor 1248 ND (0.05) 8082A 1 08/22/18 12:04 CHS82106
Aroclor 1254 2.0 (0.3) 8082A 5 08/22/18 13:39 CHB82106
Aroclor 1260 [2C] 0.3 (0.05) 8082A 1 08/22/18 12:04 CHB82106
Aroclor 1262 ND (0.05) 8082A 1 08/22/18 12:04 CHB82106
Aroclor 1268 ND (0.05) 8082A 1 08/22/18 12:04 CHB82106
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 71 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 77 % 30-150

Surrogate: Tetrachloro-m-xylene 82 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 95 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-470-082118 2ft
Date Sampled: 08/21/18 10:16
Percent Solids: 92

Initial Volume: 19.7

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808557
ESS Laboratory Sample ID: 1808557-03
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/21/18 17:14

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/22/18 12:23 CHB82106
Aroclor 1221 ND (0.05) 8082A 1 08/22/18 12:23 CHB82106
Aroclor 1232 ND (0.05) 8082A 1 08/22/18 12:23 CHB82106
Aroclor 1242 0.3 (0.05) 8082A 1 08/22/18 12:23 CHB82106
Aroclor 1248 ND (0.05) 8082A 1 08/22/18 12:23 CHS82106
Aroclor 1254 2.1 (0.3) 8082A 5 08/22/18 13:58 CHB82106
Aroclor 1260 [2C] 0.3 (0.05) 8082A 1 08/22/18 12:23 CHB82106
Aroclor 1262 ND (0.05) 8082A 1 08/22/18 12:23 CHB82106
Aroclor 1268 ND (0.05) 8082A 1 08/22/18 12:23 CHB82106
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 74 % 30-150

Surrogate: Decachlorobiphenyl! [2C] 71 % 30-150

Surrogate: Tetrachloro-m-xylene 82 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 95 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-643-082118 0-2ft
Date Sampled: 08/21/18 13:20

Percent Solids: 94

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808557
ESS Laboratory Sample ID: 1808557-04
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/21/18 17:14

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (1.1) 8082A 20 08/22/18 14:17 CHB82106
Aroclor 1221 ND (1.1) 8082A 20 08/22/18 14:17 CHB82106
Aroclor 1232 ND (1.1) 8082A 20 08/22/18 14:17 CHB82106
Aroclor 1242 2.5 (1.1) 8082A 20 08/22/18 14:17 CHB82106
Aroclor 1248 ND (1.1) 8082A 20 08/22/18 14:17 CHS82106
Aroclor 1254 14.2 (1.1) 8082A 20 08/22/18 14:17 CHB82106
Aroclor 1260 2.6 (1.1) 8082A 20 08/22/18 14:17 CHB82106
Aroclor 1262 ND (1.1) 8082A 20 08/22/18 14:17 CHB82106
Aroclor 1268 ND (1.1) 8082A 20 08/22/18 14:17 CHB82106
%Recovery Qualifier Limits

Surrogate: Decachlorobipheny! % SD 30-150

Surrogate: Decachlorobiphenyl [2C] % SD 30-150

Surrogate: Tetrachloro-m-xylene % SD 30-150

Surrogate: Tetrachloro-m-xylene [2C] % SD 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: SW-663-082118 0-2ft
Date Sampled: 08/21/18 13:25

Percent Solids: 92

Initial Volume: 19.6

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808557
ESS Laboratory Sample ID: 1808557-05
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/21/18 17:14

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (1.1) 8082A 20 08/22/18 14:37 CHB82106
Aroclor 1221 ND (1.1) 8082A 20 08/22/18 14:37 CHB82106
Aroclor 1232 ND (1.1) 8082A 20 08/22/18 14:37 CHB82106
Aroclor 1242 2.6 (1.1) 8082A 20 08/22/18 14:37 CHB82106
Aroclor 1248 ND (1.1) 8082A 20 08/22/18 14:37 CHS82106
Aroclor 1254 16.2 (1.1) 8082A 20 08/22/18 14:37 CHB82106
Aroclor 1260 2.4 (1.1) 8082A 20 08/22/18 14:37 CHB82106
Aroclor 1262 ND (1.1) 8082A 20 08/22/18 14:37 CHB82106
Aroclor 1268 ND (1.1) 8082A 20 08/22/18 14:37 CHB82106
%Recovery Qualifier Limits

Surrogate: Decachlorobipheny! % SD 30-150

Surrogate: Decachlorobiphenyl [2C] % SD 30-150

Surrogate: Tetrachloro-m-xylene % SD 30-150

Surrogate: Tetrachloro-m-xylene [2C] % SD 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808557

Quality Control Data

Spike Source %REC RPD
Analyte Result MRL Units Level Result %REC Limits RPD Limit Qualifier

8082A Polychlorinated Biphenyls (PCB)

Batch CH82106 - 3540C

Blank
Aroclor 1016 ND 0.05 mg/kg wet
Aroclor 1016 [2C] ND 0.05 mg/kg wet
Aroclor 1221 ND 0.05 mg/kg wet
Aroclor 1221 [2C] ND 0.05 mg/kg wet
Aroclor 1232 ND 0.05 mg/kg wet
Aroclor 1232 [2C] ND 0.05 mg/kg wet
Aroclor 1242 ND 0.05 mg/kg wet
Aroclor 1242 [2C] ND 0.05 mg/kg wet
Aroclor 1248 ND 0.05 mg/kg wet
Aroclor 1248 [2C] ND 0.05 mg/kg wet
Aroclor 1254 ND 0.05 mg/kg wet
Aroclor 1254 [2C] ND 0.05 mg/kg wet
Aroclor 1260 ND 0.05 mg/kg wet
Aroclor 1260 [2C] ND 0.05 mg/kg wet
Aroclor 1262 ND 0.05 mg/kg wet
Aroclor 1262 [2C] ND 0.05 mg/kg wet
Aroclor 1268 ND 0.05 mg/kg wet
Aroclor 1268 [2C] ND 0.05 mg/kg wet
Surrogate: Decachlorobipheny! 0.0151 mg/kg wet 0.02500 60 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0153 mg/kg wet 0.02500 61 30-150
Surrogate: Tetrachloro-m-xylene 0.0145 mg/kg wet 0.02500 58 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0178 mg/kg wet 0.02500 71 30-150
LCS
Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 85 40-140
Aroclor 1016 [2C] 0.4 0.05 mg/kg wet 0.5000 86 40-140
Aroclor 1260 0.4 0.05 mg/kg wet 0.5000 89 40-140
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 86 40-140
Surrogate: Decachlorobipheny! 0.0178 mg/kg wet 0.02500 71 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0176 mg/kg wet 0.02500 70 30-150
Surrogate: Tetrachloro-m-xylene 0.0188 ma/kg wet 0.02500 75 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0206 mg/kg wet 0.02500 82 30-150
LCS Dup
Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 86 40-140 2 30
Aroclor 1016 [2C] 0.4 0.05 mg/kg wet 0.5000 87 40-140 1 30
Aroclor 1260 0.5 0.05 mg/kg wet 0.5000 90 40-140 2 30
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 88 40-140 2 30
Surrogate: Decachlorobipheny! 0.0178 mg/kg wet 0.02500 71 30-150
Surrogate: Decachlorobipheny! [2C] 0.0176 mg/kg wet 0.02500 70 30-150
Surrogate: Tetrachloro-m-xylene 0.0191 mg/kg wet 0.02500 77 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0207 mg/kg wet 0.02500 83 30-150
185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808557

6]
SD

P

LC

D
ND
dry
RPD
MDL
MRL
LOD
LOQ

DL
v

Avg
NR
[CALC]
SUB
RL
EDL

Notes and Definitions

Analyte included in the analysis, but not detected

Surrogate recovery(ies) diluted below the MRL (SD).

Percent difference between primary and confirmation results exceeds 40% (P).

Lower value is used due to matrix interferences (LC).

Diluted.

Analyte NOT DETECTED at or above the MRL (LOQ), LOD for DoD Reports, MDL for J-Flagged Analytes
Sample results reported on a dry weight basis

Relative Percent Difference

Method Detection Limit

Method Reporting Limit

Limit of Detection
Limit of Quantitation

Detection Limit
Initial Volume
Final Volume

Subcontracted analysis; see attached report

Range result excludes concentrations of surrogates and/or internal standards eluting in that range.
Range result excludes concentrations of target analytes eluting in that range.

Range result excludes the concentration of the C9-C10 aromatic range.

Results reported as a mathematical average.

No Recovery

Calculated Analyte

Subcontracted analysis; see attached report

Reporting Limit

Estimated Detection Limit

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808557

ESS LABORATORY CERTIFICATIONS AND ACCREDITATIONS

ENVIRONMENTAL

Rhode Island Potable and Non Potable Water: LAI0O0179
http://www.health.ri.gov/find/labs/analytical/ESS.pdf

Connecticut Potable and Non Potable Water, Solid and Hazardous Waste: PH-0750
http://www.ct.gov/dph/lib/dph/environmental health/environmental laboratories/pdf/OutofStateCommerciall.aboratories.pdf

Maine Potable and Non Potable Water, and Solid and Hazardous Waste: R100002
http://www.maine.gov/dhhs/mecdc/environmental-health/dwp/partners/labCert.shtml

Massachusetts Potable and Non Potable Water: M-R1002
http://public.dep.state.ma.us/Labcert/Labcert.aspx

New Hampshire (NELAP accredited) Potable and Non Potable Water, Solid and Hazardous Waste: 2424
http://des.nh.gov/organization/divisions/water/dwgb/nhelap/index.htm

New York (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: 11313
http://www.wadsworth.org/labcert/elap/comm.html

New Jersey (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: RI006
http://datamine2.state.nj.us/DEP_OPRA/OpraMain/pi_main?mode=pi_by_site&sort order=PI NAMEA&Selectt+a+Site:=58715

United States Department of Agriculture Soil Permit: P330-12-00139

Pennsylvania: 68-01752
http://www.dep.pa.gov/Business/OtherPrograms/Labs/Pages/Laboratory-Accreditation-Program.aspx

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS Laboratory Sample and Cooler Receipt Checklist

Client: AE| Consultants, Inc. - TB/MM

Shipped/Delivered Via: ESS Courier

1. Air bill manifest present?
Air No.: NA

2. Were custody seals present?
3. Is radiation count <100 CPM?

4. |s a Cooler Present?

Temp: 3.4 Iced with: Ice

5. Was COC signed and dated by client?

=]

<
v

Q

S

=<
@
7]

Yes

ESS Project ID: 1808557

Date Received: 8/21/2018

Project Due Date: 8/23/2018
Days for Project: 2 Day

6. Does COC match bottles?

7. Is COC complete and correct?
8. Were samples received intact?

9. Were labs informed about short holds & rushes?

10. Were any analyses received outside of hold time?

11. Any Subcontracting needed? Yes @ 12. Were VOAs received? Yes
ESS Sample IDs: a. Air bubbles in aqueous VOAS? Yes [ NG
Analysis: b. Does methanol cover soil completely? Yes / No/NA
TAT:
13. Are the samples properly preserved? @J’ No
a. If metals preserved upon receipt: Date: Time: By:
b. Low Level VOA vials frozen: Date: Time: By:
Sample Receiving Notes:
14. Was there a need to contact Project Manager? /' No
a. Was there a need to contact the client? Yes [o]
Who was contacted? Date: Time: By:
) Air 4 .
Sample  Container Propgr Bubbles Sufficient Container Type Pratarvative Record pH (Cygnude and 608
Number 1D Container Volume Pesticides)
Present

01 258111 Yes NA Yes 4 oz. Jar - Unpres NP

02 258110 Yes NA Yes 4 oz. Jar - Unpres NP

03 258109 Yes NA Yes 4 oz. Jar - Unpres NP

04 258108 Yes NA Yes 4 0z. Jar - Unpres NP

05 258107 Yes NA Yes 4 oz. Jar - Unpres NP
2nd Review
Are barcode labels-qnjchbrrect containers? Yes / No
Are all necessary stitkets attached? Yes / No

?47/ i1

ComB;:jf:ted /g_ St/
Reg?ve‘j 4 Date & Time: St 92// /.f (652 [
Co _/ S/ 1623

Page 13 of 14



ESS Laboratory

Division of Thielsch Engineering, Inc.

185 Frances Avenue, Cranston RI 02910

Tel. (401) 461-7181 Fax (401) 461-4486

CHAIN OF CUSTODY ESS Lab # %05 SS 7
Turn Time Rush HE ¢ Reporting ) '
Regulatory State Limits e \K*’)C'“—C (
Is this project for any of the following?: Electonic [ Jmit Checker [lStandard Excel

www.esslaboratory.com OcTrep Omamce Orap Deliverables [JOther (Please Specify —)
~ C ny Name Project # s roject Name
!}g,\., A03leSS OASE dbrcms’mﬁ ~1
Contact Person . __Address 0 —+
Aavron T mg W2 Wader St SH FHoor 2 |2
City State Zip Co PO # e
Bostn MBS 02108 = < 3
Telephone Number FAX Mumber Email Address e
43¢ 933 -H3E = e ns@ ge il consulfrnit. @ e
ESS Lab| Collection | Collection | o i stsl J e <
ID Date Time ki MRS Swrx P (ot
| |3l {oas@) G S B-us5-002l 19 (29 «
e \ 16\ | B-465-082(12 () X
% | [O\le N4 B-UNo-0%z118(z) X
Y 130 C 5 w643~ 0¥ai1 § Co-)) X
& B {
S | & 135 W o Sw -l 0511y Co-d ) X
Container Type: AC-Air Cassette AG-Amber Glass B-BOD Botlle C-Cubitainer G -Glass O-Other P-Poly  S-Sterile  V-Vial
Container Volume: 1-100mL 2-2.5gal 3-250mL  4-300mL 5-500 mL 6-1L 7-VOA 820z 940z 1080z 11-Other*

Preservation Code: 1-NonPreserved 2-HCl  3-H2804  4-HNO3  5-NaOM  6-Methanol  7-Na28203  8-ZnAce, NaOH

8-NH4C!  10-DIH20  11-Ascorbic Acid

12-Other*

Z

Mumber of Containers per Sample:

Laboraigry Use Only
Cooler Present:

Seals Intact:
Cooler Temperature: 3 , 4

¢ TCE 14C

Sampled by : f—\ "’T_‘ Ay

Commenis: J

Please specify "Other" preservative and containers types in this space

Nede )« e Qmsﬂ@,ﬁ% AAPP

/

Relinquished by: (Signature, Date & Time)

Received By: (Signature, Date & Time)

Relinquished By: (Signature, Date & Time)

_~Rfceived By: (Signalure, Date & Time)

W %z//g i§:i§

Q-GJQ < ¢luhs sis

RECMAS sl2ilig isvi

'iu/f/bv\ 3/91/% AUA

Relinquished By: (Signature, Date & Time)

Received By: (Signature, Dhte & Time)

Relinquished By: (Sigrfature'. Date & Time)

Received By: (éignélure, Date & 'T‘Tﬁ'le)
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ESS Laboratory BAL Laboratory

Division of Thielsch Engineering, Inc. The Microbiology Division

of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Richard Kowalski
AEI Consultants, Inc.
148 Hathaway Road
Dartmouth, MA 02747

RE: BASF Cranston (363655)
ESS Laboratory Work Order Number: 1808591

This signed Certificate of Analysis is our approved release of your analytical results. These results are
only representative of sample aliquots received at the laboratory. ESS Laboratory expects its clients to
follow all regulatory sampling guidelines. Beginning with this page, the entire report has been paginated.
This report should not be copied except in full without the approval of the laboratory. Samples will be
disposed of thirty days after the final report has been delivered. If you have any questions or concerns,
please feel free to call our Customer Service Department.

REVIEWED

By ESS Laboratory at 4:39 pm, Aug 24, 2018

D . Y ff”.:'
Rina QAGELL L/

Laurel Stoddard
Laboratory Director

Analytical Summary

The project as described above has been analyzed in accordance with the ESS Quality Assurance Plan.
This plan utilizes the following methodologies: US EPA SW-846, US EPA Methods for Chemical
Analysis of Water and Wastes per 40 CFR Part 136, APHA Standard Methods for the Examination of
Water and Wastewater, American Society for Testing and Materials (ASTM), and other recognized
methodologies. The analyses with these noted observations are in conformance to the Quality Assurance
Plan. In chromatographic analysis, manual integration is frequently used instead of automated
integration because it produces more accurate results.

The test results present in this report are in compliance with TNI and relative state standards, and/or
client Quality Assurance Project Plans (QAPP). The laboratory has reviewed the following: Sample
Preservations, Hold Times, Initial Calibrations, Continuing Calibrations, Method Blanks, Blank Spikes,
Blank Spike Duplicates, Duplicates, Matrix Spikes, Matrix Spike Duplicates, Surrogates and Internal
Standards. Any results which were found to be outside of the recommended ranges stated in our SOPs
will be noted in the Project Narrative.

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

Division of Thielsch Engineering, Inc. The Microbiology Division

of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808591

SAMPLE RECEIPT

The following samples were received on August 22, 2018 for the analyses specified on the enclosed Chain of Custody Record.

Lab Number Sample Name Matrix Analysis
1808591-01 B-540-082218 7FT Soil 8082A
1808591-02 B-525-082218 7FT Soil 8082A
1808591-03 B-545-082218 7FT Soil 8082A
1808591-04 B-530-082218 7FT Soil 8082A
1808591-05 B-550-082218 7FT Soil 8082A
1808591-06 B-535-082218 7FT Soil 8082A
185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

"' Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808591

PROJECT NARRATIVE

8082A Polychlorinated Biphenyls (PCB)
1808591-05 Surrogate recovery(ies) outside of criteria due to matrix (UCM/coelution/matrix is present) (SM).

Decachlorobiphenyl (167% @ 30-150%)

No other observations noted.
End of Proiect Narrative.

DATA USABILITY LINKS

To ensure you are viewing the most current version of the documents below, please clear your internet cookies for
www.ESSLaboratory.com. Consult your IT Support personnel for information on how to clear your internet cookies.

Definitions of Quality Control Parameters

Semivolatile Organics Internal Standard Information

Semivolatile Organics Surrogate Information

Volatile Organics Internal Standard Information

Volatile Organics Surrogate Information
EPH and VPH Alkane Lists

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/svoa_i.pdf
http://www.esslaboratory.com/pdf/voa_i.pdf
http://www.esslaboratory.com/pdf/voa_s.pdf
http://www.esslaboratory.com/pdf/svoa_s.pdf
http://www.esslaboratory.com/pdf/eph_vph.pdf

ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

ESS Laboratory Work Order: 1808591

CURRENT SW-846 METHODOLOGY VERSIONS

Analvtical Methods

1010A - Flashpoint

6010C - ICP

6020A - ICP MS

7010 - Graphite Furnace
7196A - Hexavalent Chromium
7470A - Aqueous Mercury
7471B - Solid Mercury

8011 - EDB/DBCP/TCP
8015C - GRO/DRO

8081B - Pesticides

8082A - PCB

8100M - TPH

8151A - Herbicides

8260B - VOA

8270D - SVOA

8270D SIM - SVOA Low Level
9014 - Cyanide

9038 - Sulfate

9040C - Aqueous pH

9045D - Solid pH (Corrosivity)
9050A - Specific Conductance
9056A - Anions (IC)

9060A - TOC

9095B - Paint Filter

MADEP 04-1.1 - EPH
MADEP 04-2.1 - VPH

Prep Methods

3005A - Aqueous ICP Digestion

3020A - Aqueous Graphite Furnace / ICP MS Digestion
3050B - Solid ICP / Graphite Furnace / ICP MS Digestion
3060A - Solid Hexavalent Chromium Digestion

3510C - Separatory Funnel Extraction

3520C - Liquid / Liquid Extraction

3540C - Manual Soxhlet Extraction

3541 - Automated Soxhlet Extraction

3546 - Microwave Extraction

3580A - Waste Dilution

5030B - Aqueous Purge and Trap

5030C - Aqueous Purge and Trap

5035 - Solid Purge and Trap

SW846 Reactivity Methods 7.3.3.2 (Reactive Cyanide) and 7.3.4.1 (Reactive Sulfide) have been withdrawn by EPA. These

methods are reported per client request and are not NELAP accredited.

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

Tel: 401-461-7181

Fax: 401-461-4486

Quality . Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-540-082218 7FT
Date Sampled: 08/22/18 08:52
Percent Solids: 89

Initial Volume: 19.3

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808591
ESS Laboratory Sample ID: 1808591-01
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/22/18 17:16

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1221 ND (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1232 ND (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1242 0.2 (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1248 ND (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1254 0.3 (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1260 ND (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1262 ND (0.06) 8082A 1 08/23/18 11:52 CH82207
Aroclor 1268 ND (0.06) 8082A 1 08/23/18 11:52 CH82207
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 71 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 77 % 30-150

Surrogate: Tetrachloro-m-xylene 87 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 78 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-525-082218 7FT
Date Sampled: 08/22/18 09:23
Percent Solids: 79

Initial Volume: 19.4

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808591
ESS Laboratory Sample ID: 1808591-02
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/22/18 17:16

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.07) 8082A 1 08/23/18 12:09 CH82207
Aroclor 1221 ND (0.07) 8082A 1 08/23/18 12:09 CH82207
Aroclor 1232 ND (0.07) 8082A 1 08/23/18 12:09 CH82207
Aroclor 1242 1.0 (0.07) 8082A 1 08/23/18 12:09 CH82207
Aroclor 1248 ND (0.07) 8082A 1 08/23/18 12:09 CH82207
Aroclor 1254 14.1 (1.3) 8082A 20 08/23/18 15:20 CH82207
Aroclor 1260 2.4 (1.3) 8082A 20 08/23/18 15:20 CH82207
Aroclor 1262 ND (0.07) 8082A 1 08/23/18 12:09 CH82207
Aroclor 1268 ND (0.07) 8082A 1 08/23/18 12:09 CH82207
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 63 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 84 % 30-150

Surrogate: Tetrachloro-m-xylene 86 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 75 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-545-082218 7FT
Date Sampled: 08/22/18 10:16
Percent Solids: 88

Initial Volume: 20.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808591
ESS Laboratory Sample ID: 1808591-03
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/22/18 17:16

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/23/18 12:28 CH82207
Aroclor 1221 ND (0.06) 8082A 1 08/23/18 12:28 CH82207
Aroclor 1232 ND (0.06) 8082A 1 08/23/18 12:28 CH82207
Aroclor 1242 0.4 (0.06) 8082A 1 08/23/18 12:28 CH82207
Aroclor 1248 ND (0.06) 8082A 1 08/23/18 12:28 CH82207
Aroclor 1254 6.5 (0.6) 8082A 10 08/23/18 14:03 CH82207
Aroclor 1260 0.9 (0.06) 8082A 1 08/23/18 12:28 CH82207
Aroclor 1262 ND (0.06) 8082A 1 08/23/18 12:28 CH82207
Aroclor 1268 ND (0.06) 8082A 1 08/23/18 12:28 CH82207
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 118 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 135 % 30-150

Surrogate: Tetrachloro-m-xylene 80 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 75 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-530-082218 7FT
Date Sampled: 08/22/18 11:26
Percent Solids: 86

Initial Volume: 19.6

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808591
ESS Laboratory Sample ID: 1808591-04
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/22/18 17:16

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/23/18 12:47 CH82207
Aroclor 1221 ND (0.06) 8082A 1 08/23/18 12:47 CH82207
Aroclor 1232 ND (0.06) 8082A 1 08/23/18 12:47 CH82207
Aroclor 1242 0.4 (0.06) 8082A 1 08/23/18 12:47 CH82207
Aroclor 1248 ND (0.06) 8082A 1 08/23/18 12:47 CH82207
Aroclor 1254 7.3 (0.6) 8082A 10 08/23/18 14:22 CH82207
Aroclor 1260 1.8 (0.6) 8082A 10 08/23/18 14:22 CH82207
Aroclor 1262 ND (0.06) 8082A 1 08/23/18 12:47 CH82207
Aroclor 1268 ND (0.06) 8082A 1 08/23/18 12:47 CH82207
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 60 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 102 % 30-150

Surrogate: Tetrachloro-m-xylene 83 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 79 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-550-082218 7FT
Date Sampled: 08/22/18 11:44
Percent Solids: 89

Initial Volume: 19.7

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808591
ESS Laboratory Sample ID: 1808591-05
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/22/18 17:16

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/23/18 13:06 CH82207
Aroclor 1221 ND (0.06) 8082A 1 08/23/18 13:06 CH82207
Aroclor 1232 ND (0.06) 8082A 1 08/23/18 13:06 CH82207
Aroclor 1242 0.1 (0.06) 8082A 1 08/23/18 13:06 CH82207
Aroclor 1248 ND (0.06) 8082A 1 08/23/18 13:06 CH82207
Aroclor 1254 2.4 (0.3) 8082A 5 08/23/18 14:41 CH82207
Aroclor 1260 0.4 (0.06) 8082A 1 08/23/18 13:06 CH82207
Aroclor 1262 ND (0.06) 8082A 1 08/23/18 13:06 CH82207
Aroclor 1268 ND (0.06) 8082A 1 08/23/18 13:06 CH82207
%Recovery Qualifier Limits

Surrogate: Decachlorobipheny! 167 % SM 30-150

Surrogate: Decachlorobijphenyl! [2C] 71 % 30-150

Surrogate: Tetrachloro-m-xylene 85 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 85 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-535-082218 7FT
Date Sampled: 08/22/18 12:01
Percent Solids: 88

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808591
ESS Laboratory Sample ID: 1808591-06
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/22/18 17:16

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/23/18 13:25 CH82207
Aroclor 1221 ND (0.06) 8082A 1 08/23/18 13:25 CH82207
Aroclor 1232 ND (0.06) 8082A 1 08/23/18 13:25 CH82207
Aroclor 1242 0.7 (0.06) 8082A 1 08/23/18 13:25 CH82207
Aroclor 1248 ND (0.06) 8082A 1 08/23/18 13:25 CH82207
Aroclor 1254 [2C] 31.0 (2.9) 8082A 50 08/23/18 15:00 CH82207
Aroclor 1260 9.5 (2.9) 8082A 50 08/23/18 15:00 CH82207
Aroclor 1262 ND (0.06) 8082A 1 08/23/18 13:25 CH82207
Aroclor 1268 ND (0.06) 8082A 1 08/23/18 13:25 CH82207
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 124 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 113 % 30-150

Surrogate: Tetrachloro-m-xylene 97 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 83 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808591

Quality Control Data

Spike Source %REC RPD
Analyte Result MRL Units Level Result %REC Limits RPD Limit Qualifier

8082A Polychlorinated Biphenyls (PCB)

Batch CH82207 - 3540C

Blank
Aroclor 1016 ND 0.05 mg/kg wet
Aroclor 1016 [2C] ND 0.05 mg/kg wet
Aroclor 1221 ND 0.05 mg/kg wet
Aroclor 1221 [2C] ND 0.05 mg/kg wet
Aroclor 1232 ND 0.05 mg/kg wet
Aroclor 1232 [2C] ND 0.05 mg/kg wet
Aroclor 1242 ND 0.05 mg/kg wet
Aroclor 1242 [2C] ND 0.05 mg/kg wet
Aroclor 1248 ND 0.05 mg/kg wet
Aroclor 1248 [2C] ND 0.05 mg/kg wet
Aroclor 1254 ND 0.05 mg/kg wet
Aroclor 1254 [2C] ND 0.05 mg/kg wet
Aroclor 1260 ND 0.05 mg/kg wet
Aroclor 1260 [2C] ND 0.05 mg/kg wet
Aroclor 1262 ND 0.05 mg/kg wet
Aroclor 1262 [2C] ND 0.05 mg/kg wet
Aroclor 1268 ND 0.05 mg/kg wet
Aroclor 1268 [2C] ND 0.05 mg/kg wet
Surrogate: Decachlorobipheny! 0.0178 mg/kg wet 0.02500 71 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0202 mg/kg wet 0.02500 81 30-150
Surrogate: Tetrachloro-m-xylene 0.0185 mg/kg wet 0.02500 74 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0218 mg/kg wet 0.02500 87 30-150
LCS
Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 77 40-140
Aroclor 1016 [2C] 0.4 0.05 mg/kg wet 0.5000 78 40-140
Aroclor 1260 0.4 0.05 mg/kg wet 0.5000 73 40-140
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 77 40-140
Surrogate: Decachlorobipheny! 0.0170 mg/kg wet 0.02500 68 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0193 mg/kg wet 0.02500 77 30-150
Surrogate: Tetrachloro-m-xylene 0.0185 ma/kg wet 0.02500 74 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0192 mg/kg wet 0.02500 77 30-150
LCS Dup
Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 80 40-140 3 30
Aroclor 1016 [2C] 0.4 0.05 mg/kg wet 0.5000 81 40-140 4 30
Aroclor 1260 0.4 0.05 mg/kg wet 0.5000 76 40-140 5 30
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 80 40-140 5 30
Surrogate: Decachlorobipheny! 0.0176 mg/kg wet 0.02500 71 30-150
Surrogate: Decachlorobipheny! [2C] 0.0202 mg/kg wet 0.02500 81 30-150
Surrogate: Tetrachloro-m-xylene 0.0190 mg/kg wet 0.02500 76 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0199 mg/kg wet 0.02500 80 30-150
185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808591

U
SM
D
ND
dry
RPD
MDL
MRL
LOD

Avg

NR
[CALC]
SUB
RL

EDL

Notes and Definitions

Analyte included in the analysis, but not detected

Surrogate recovery(ies) outside of criteria due to matrix (UCM/coelution/matrix is present) (SM).

Diluted.

Analyte NOT DETECTED at or above the MRL (LOQ), LOD for DoD Reports, MDL for J-Flagged Analytes
Sample results reported on a dry weight basis

Relative Percent Difference

Method Detection Limit

Method Reporting Limit

Limit of Detection
Limit of Quantitation

Detection Limit
Initial Volume
Final Volume

Subcontracted analysis; see attached report

Range result excludes concentrations of surrogates and/or internal standards eluting in that range.
Range result excludes concentrations of target analytes eluting in that range.

Range result excludes the concentration of the C9-C10 aromatic range.

Results reported as a mathematical average.

No Recovery

Calculated Analyte

Subcontracted analysis; see attached report

Reporting Limit

Estimated Detection Limit

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808591

ESS LABORATORY CERTIFICATIONS AND ACCREDITATIONS

ENVIRONMENTAL

Rhode Island Potable and Non Potable Water: LAI0O0179
http://www.health.ri.gov/find/labs/analytical/ESS.pdf

Connecticut Potable and Non Potable Water, Solid and Hazardous Waste: PH-0750
http://www.ct.gov/dph/lib/dph/environmental health/environmental laboratories/pdf/OutofStateCommerciall.aboratories.pdf

Maine Potable and Non Potable Water, and Solid and Hazardous Waste: R100002
http://www.maine.gov/dhhs/mecdc/environmental-health/dwp/partners/labCert.shtml

Massachusetts Potable and Non Potable Water: M-R1002
http://public.dep.state.ma.us/Labcert/Labcert.aspx

New Hampshire (NELAP accredited) Potable and Non Potable Water, Solid and Hazardous Waste: 2424
http://des.nh.gov/organization/divisions/water/dwgb/nhelap/index.htm

New York (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: 11313
http://www.wadsworth.org/labcert/elap/comm.html

New Jersey (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: RI006
http://datamine2.state.nj.us/DEP_OPRA/OpraMain/pi_main?mode=pi_by_site&sort order=PI NAMEA&Selectt+a+Site:=58715

United States Department of Agriculture Soil Permit: P330-12-00139

Pennsylvania: 68-01752
http://www.dep.pa.gov/Business/OtherPrograms/Labs/Pages/Laboratory-Accreditation-Program.aspx

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS Laboratory Sample and Cooler Receipt Checklist

Client: AEI Consultants, [ne, - TB/MM ESS Project ID: 1808591
Date Received: 8/22/12018
Shipped/Delivered Via: ESS Courier Project Due Date: 8/24/2018
Days for Project: 2 Day
1. Air bill manifest present? 6. Does COC match bottles? Yes
Air No.: NA
2. Were custody seals present? 7.1s COC complete and correct? Yes
3. Is radiation count <100 CPM? Yes 8. Were samples received intact?
4. Is a Cooler Present? Yes 9. Were labs informed about ghort holds & rushes? @ o/ NA
Temnp: 0.9 Iced with: lee
10. Were any analyses received outside of hold time? Yeq/No
5. Was COC signed and dated by client? Yes
11. Any Subcontracting needed? Yes 12. Were VOAs received? Yes @
ESS Sample [Ds: a. Air bubbles in aqueous VOAS? Yes Mio
Analysis: b. Does rmethanol cover soil completely? Yes / No/NA
TAT:

13. Are the samples properly preserved? @i No

a. If metals preserved upon receipt. Date: Time: By:
b. Low Level VOA vials frozen: Date: Time: By:
Sample Receiving Notes:
14. Was there a need to contact Project Manager? Yeq/Na
a. Was there a need to contact the client? Yes\{ No
Who was contacted? Date: Time: By:
. Air . »
Sample  Container F'rop'er Bubbles Sufficlent Container Type Preservative Record pH (C.ygmde and 608
Number ID Container Volume Pesticides)
Present
01 258388 Yes NA Yes 4 0z, Jar - Unpres NP
02 258387 Yes NA Yes 4 oz. Jar - Unpres NP
03 258386 Yes NA Yes 4 ¢z, Jar - Unpres NP
04 258385 Yes NA Yes 4 gz, Jar - Unpres NP
05 258384 Yes NA Yes 4 oz. Jar - Unpres NP
06 258383 Yes NA Yes 4 oz, Jar - Unpres NP
2nd Review

Are barcode labels on cpiyect containers?
attached?

Are all necessary gick

esy No
es'/ No

CO"gftEd Date & Time: %t/a ; \ L CK / gg.'
Rev;wzved l Date & Time: 5, /}/ // ﬁ /‘?/9 );_(
omos A [ sfa2)/t  /SSG
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ESS Laboratory CHAIN OF CUSTODY esswant A )T S
Division of Thielsch Engineering, Inc. Turn Time Rush =g ne Reporting -
185 Frances Avenue, Cranston RI 02910 Regulatory State ZT Limits SRe O0Y \
Tel. (401) 461-7181 Fax (401) 461-4486 Is this project for any of the following?: Electonic  [Zsmit Checker Pstendard Excel
www.esslaboratory.com OCT RCP Oma Mcp ORGP Deliverables [Jother (Please Specify —)
Company Name Project # ) Project Name
e 255 S | BASE Craaskon %
Contact Person ] Address n 5
Prevan Ting UWZ Woder StSHN Claor = |3
City 1% State ! Zip Code PO # g N
Boskrn AP ©Z10 T — g K
Telephone Number i FAX Number Email Address
434 -STr-Hn>Y O&mf}@ Qs i cosa gt (oa .{q
ESS Lab| Collecti Collecti : (
D och:eon OT:“eon Sample Type Sample Matrix Sample ID [§.)_
| lernyl cgsz| G S [p—540-08z218(3") X
2 0923 \ B-515-082218 (1) X
D 10 e B-54S- 092218 () K
Y I A B-536-0822(% (F) <
S L e 13-5‘5'0~0%27,<@(‘+‘) K
6L | v Lizo % v | B-535_0gzzie (3 X
Container Type: AC-Air Cassefte AG-Amber Glass B-BOD Bottle C-Cubitainer G- Glass O-Other P-Poly S-Sterile V-Vial AG
Container Volume: 1-100 mL  2-2.5gal  3-250mL  4-300 mL 5500mL 6-1L 7-VOA 820z 840z 10-8 0z 11-Other*| 9
Preservation Code: 1-Non Preserved 2yc1 3H2SO4 4-HNOZ SNaOH B-Methanol 7-Na28203  8-ZnAce, NaGH  9-NH4CI  10-DIH20  11-Ascorble Acid  12-Other” |
/ Number of Containers per Sample: |
Laborsfory Use Onl Sampled by : A i e
Cooler Present: 5 Comments: \_)Plaase specify "Other" preservative and containers types in this space
Seals Intact: v; .
Pk, A C v \’-—EQC — A - AP
Cooler Temperature: Z 54, i G (\,\ n k’ \ I;—ﬁ & 5{& Q % P f[
Relinquished by: (Signature, Date & Time) | R¥ceivpd By: (§ignature, Date & Time) linguished By: (Signature, Date & Time) /\[Received By: (Sigpaturg, Date & Time)
P N L — \ - ., é\ h_y [} [+ ] L
L= $l2z)8 1510 aldle \N\OH Y BRI AN % | (S5
RelinquiShed by-{Signature, Date & Time) | Receivkd By: ($ignature, Date & Time) Relinquished By: (Signature, Date & Time) eceived By: (Signaturg, Date & Time)
U v \
1
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ESS Laboratory BAL Laboratory

Division of Thielsch Engineering, Inc. The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Richard Kowalski
AEI Consultants, Inc.
148 Hathaway Road
Dartmouth, MA 02747

RE: BASF Cranston (363655)
ESS Laboratory Work Order Number: 1808654

This signed Certificate of Analysis is our approved release of your analytical results. These results are
only representative of sample aliquots received at the laboratory. ESS Laboratory expects its clients to
follow all regulatory sampling guidelines. Beginning with this page, the entire report has been paginated.
This report should not be copied except in full without the approval of the laboratory. Samples will be
disposed of thirty days after the final report has been delivered. If you have any questions or concerns,
please feel free to call our Customer Service Department.

L N0 REVIEWED

R N a TP

Laurel Stoddard By ESS Laboratory at 4:36 pm, Aug 27, 2018

Laboratory Director

Analytical Summary

The project as described above has been analyzed in accordance with the ESS Quality Assurance Plan.
This plan utilizes the following methodologies: US EPA SW-846, US EPA Methods for Chemical
Analysis of Water and Wastes per 40 CFR Part 136, APHA Standard Methods for the Examination of
Water and Wastewater, American Society for Testing and Materials (ASTM), and other recognized
methodologies. The analyses with these noted observations are in conformance to the Quality Assurance
Plan. In chromatographic analysis, manual integration is frequently used instead of automated
integration because it produces more accurate results.

The test results present in this report are in compliance with TNI and relative state standards, and/or
client Quality Assurance Project Plans (QAPP). The laboratory has reviewed the following: Sample
Preservations, Hold Times, Initial Calibrations, Continuing Calibrations, Method Blanks, Blank Spikes,
Blank Spike Duplicates, Duplicates, Matrix Spikes, Matrix Spike Duplicates, Surrogates and Internal
Standards. Any results which were found to be outside of the recommended ranges stated in our SOPs
will be noted in the Project Narrative.
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BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

ESS Laboratory

Division of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654

SAMPLE RECEIPT

The following samples were received on August 23, 2018 for the analyses specified on the enclosed Chain of Custody Record.

Lab Number Sample Name Matrix Analysis
1808654-01 B-748-082318 4FT Soil 8082A
1808654-02 B-749-082318 4FT Soil 8082A
1808654-03 B-750-082318 4FT Soil 8082A
1808654-04 B-751-082318 4FT Soil 8082A
1808654-05 B-752-082318 4FT Soil 8082A
1808654-06 B-753-082318 4FT Soil 8082A
1808654-07 B-754-082318 4FT Soil 8082A
1808654-08 B-755-082318 4FT Soil 8082A
1808654-09 B-755-082318-1 4FT Soil 8082A
1808654-10 B-756-082318 4FT Soil 8082A
1808654-11 B-757-082318 4FT Soil 8082A
1808654-12 B-758-082318 4FT Soil 8082A
1808654-13 B-759-082318 4FT Soil 8082A
1808654-14 B-760-082318 4FT Soil 8082A
1808654-15 B-761-082318 4FT Soil 8082A
1808654-16 B-762-082318 4FT Soil 8082A
1808654-17 B-763-082318 4FT Soil 8082A
1808654-18 SW-497-082318 0-4FT Soil 8082A
1808654-19 SW-498-082318 0-4FT Soil 8082A
185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

"' Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654

PROJECT NARRATIVE

No unusual observations noted.
End of Project Narrative.

DATA USABILITY LINKS

To ensure you are viewing the most current version of the documents below, please clear your internet cookies for
www.ESSLaboratory.com. Consult your IT Support personnel for information on how to clear your internet cookies.

Definitions of Quality Control Parameters

Semivolatile Organics Internal Standard Information

Semivolatile Organics Surrogate Information

Volatile Organics Internal Standard Information

Volatile Organics Surrogate Information
EPH and VPH Alkane Lists
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http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/svoa_i.pdf
http://www.esslaboratory.com/pdf/voa_i.pdf
http://www.esslaboratory.com/pdf/voa_s.pdf
http://www.esslaboratory.com/pdf/svoa_s.pdf
http://www.esslaboratory.com/pdf/eph_vph.pdf

ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

ESS Laboratory Work Order: 1808654

CURRENT SW-846 METHODOLOGY VERSIONS

Analvtical Methods

1010A - Flashpoint

6010C - ICP

6020A - ICP MS

7010 - Graphite Furnace
7196A - Hexavalent Chromium
7470A - Aqueous Mercury
7471B - Solid Mercury

8011 - EDB/DBCP/TCP
8015C - GRO/DRO

8081B - Pesticides

8082A - PCB

8100M - TPH

8151A - Herbicides

8260B - VOA

8270D - SVOA

8270D SIM - SVOA Low Level
9014 - Cyanide

9038 - Sulfate

9040C - Aqueous pH

9045D - Solid pH (Corrosivity)
9050A - Specific Conductance
9056A - Anions (IC)

9060A - TOC

9095B - Paint Filter

MADEP 04-1.1 - EPH
MADEP 04-2.1 - VPH

Prep Methods

3005A - Aqueous ICP Digestion

3020A - Aqueous Graphite Furnace / ICP MS Digestion
3050B - Solid ICP / Graphite Furnace / ICP MS Digestion
3060A - Solid Hexavalent Chromium Digestion

3510C - Separatory Funnel Extraction

3520C - Liquid / Liquid Extraction

3540C - Manual Soxhlet Extraction

3541 - Automated Soxhlet Extraction

3546 - Microwave Extraction

3580A - Waste Dilution

5030B - Aqueous Purge and Trap

5030C - Aqueous Purge and Trap

5035 - Solid Purge and Trap

SW846 Reactivity Methods 7.3.3.2 (Reactive Cyanide) and 7.3.4.1 (Reactive Sulfide) have been withdrawn by EPA. These

methods are reported per client request and are not NELAP accredited.

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

Tel: 401-461-7181

Fax: 401-461-4486

Quality . Service

http://www.ESSLaboratory.com

Page 4 of 31



ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: B-748-082318 4FT ESS Laboratory Sample ID: 1808654-01
Date Sampled: 08/23/18 09:04 Sample Matrix: Soil

Percent Solids: 93 Units: mg/kg dry

Initial Volume: 19.7 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 11:48 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 11:48 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 11:48 CHB82306
Aroclor 1242 0.3 (0.05) 8082A 1 08/24/18 11:48 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 11:48 CHB82306
Aroclor 1254 4.1 (0.5) 8082A 10 08/24/18 20:39 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 11:48 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 11:48 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 11:48 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 83 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 83 % 30-150

Surrogate: Tetrachloro-m-xylene 80 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 94 % 30-150
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-749-082318 4FT
Date Sampled: 08/23/18 09:05
Percent Solids: 91

Initial Volume: 19.4

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-02
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 12:05 CHB82306
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 12:05 CHB82306
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 12:05 CHB82306
Aroclor 1242 [2C] 0.2 (0.06) 8082A 1 08/24/18 12:05 CHB82306
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 12:05 CHB82306
Aroclor 1254 2.4 (0.3) 8082A 5 08/24/18 20:58 CHB82306
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 12:05 CHB82306
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 12:05 CHB82306
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 12:05 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 90 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 89 % 30-150

Surrogate: Tetrachloro-m-xylene 90 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 99 % 30-150
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-750-082318 4FT
Date Sampled: 08/23/18 09:06
Percent Solids: 95

Initial Volume: 19.9

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-03
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 12:24 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 12:24 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 12:24 CHB82306
Aroclor 1242 0.1 (0.05) 8082A 1 08/24/18 12:24 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 12:24 CHB82306
Aroclor 1254 1.4 (0.3) 8082A 5 08/24/18 21:17 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 12:24 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 12:24 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 12:24 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 89 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 87 % 30-150

Surrogate: Tetrachloro-m-xylene 94 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 101 % 30-150
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-751-082318 4FT
Date Sampled: 08/23/18 09:07
Percent Solids: 95

Initial Volume: 19.1

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-04
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 12:43 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 12:43 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 12:43 CHB82306
Aroclor 1242 0.2 (0.05) 8082A 1 08/24/18 12:43 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 12:43 CHB82306
Aroclor 1254 2.5(0.3) 8082A 5 08/24/18 21:36 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 12:43 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 12:43 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 12:43 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 96 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 86 % 30-150

Surrogate: Tetrachloro-m-xylene 93 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 99 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com

Page 8 of 31



ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: B-752-082318 4FT ESS Laboratory Sample ID: 1808654-05
Date Sampled: 08/23/18 09:08 Sample Matrix: Soil

Percent Solids: 93 Units: mg/kg dry

Initial Volume: 19.7 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 13:02 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 13:02 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 13:02 CHB82306
Aroclor 1242 0.7 (0.05) 8082A 1 08/24/18 13:02 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 13:02 CHB82306
Aroclor 1254 6.4 (0.5) 8082A 10 08/24/18 21:55 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 13:02 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 13:02 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 13:02 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 87 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 87 % 30-150

Surrogate: Tetrachloro-m-xylene 89 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 95 % 30-150
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-753-082318 4FT
Date Sampled: 08/23/18 09:09
Percent Solids: 94

Initial Volume: 19.6

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-06
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1242 [2C] 0.2 (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1254 1.1 (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 13:21 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 13:21 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 93 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 93 % 30-150

Surrogate: Tetrachloro-m-xylene 90 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 97 % 30-150
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-754-082318 4FT
Date Sampled: 08/23/18 09:10
Percent Solids: 92

Initial Volume: 19.8

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-07
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1242 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1254 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 13:40 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 101 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 95 % 30-150

Surrogate: Tetrachloro-m-xylene 89 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 100 % 30-150
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: B-755-082318 4FT ESS Laboratory Sample ID: 1808654-08
Date Sampled: 08/23/18 09:16 Sample Matrix: Soil

Percent Solids: 91 Units: mg/kg dry

Initial Volume: 19.4 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1242 0.1 (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1254 1.0 (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 13:59 CHB82306
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 13:59 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 88 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 82 % 30-150

Surrogate: Tetrachloro-m-xylene 88 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 96 % 30-150
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-755-082318-1 4FT
Date Sampled: 08/23/18 09:16

Percent Solids: 90

Initial Volume: 19.7

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-09
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1242 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1254 0.8 (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 14:56 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 95 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 91 % 30-150

Surrogate: Tetrachloro-m-xylene 88 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 95 % 30-150
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: B-756-082318 4FT ESS Laboratory Sample ID: 1808654-10
Date Sampled: 08/23/18 09:18 Sample Matrix: Soil

Percent Solids: 94 Units: mg/kg dry

Initial Volume: 19.6 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 15:15 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 15:15 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 15:15 CHB82306
Aroclor 1242 0.7 (0.05) 8082A 1 08/24/18 15:15 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 15:15 CHB82306
Aroclor 1254 5.1 (0.5) 8082A 10 08/24/18 22:14 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 15:15 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 15:15 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 15:15 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 82 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 82 % 30-150

Surrogate: Tetrachloro-m-xylene 83 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 88 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-757-082318 4FT
Date Sampled: 08/23/18 09:19
Percent Solids: 95

Initial Volume: 19.7

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-11
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 15:34 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 15:34 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 15:34 CHB82306
Aroclor 1242 0.1 (0.05) 8082A 1 08/24/18 15:34 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 15:34 CHB82306
Aroclor 1254 1.6 (0.3) 8082A 5 08/24/18 22:33 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 15:34 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 15:34 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 15:34 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 91 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 99 % 30-150

Surrogate: Tetrachloro-m-xylene 81 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 91 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-758-082318 4FT
Date Sampled: 08/23/18 09:20
Percent Solids: 94

Initial Volume: 19.6

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-12
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1242 0.06 (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1254 0.8 (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 15:53 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 15:53 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 91 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 89 % 30-150

Surrogate: Tetrachloro-m-xylene 83 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 91 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-759-082318 4FT
Date Sampled: 08/23/18 09:21
Percent Solids: 91

Initial Volume: 19.2

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-13
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1242 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1254 [2C] 0.3 (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 16:13 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 86 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 83 % 30-150

Surrogate: Tetrachloro-m-xylene 78 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 86 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: B-760-082318 4FT ESS Laboratory Sample ID: 1808654-14
Date Sampled: 08/23/18 09:23 Sample Matrix: Soil

Percent Solids: 93 Units: mg/kg dry

Initial Volume: 19.2 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 16:32 CHB82306
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 16:32 CHB82306
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 16:32 CHB82306
Aroclor 1242 0.5 (0.06) 8082A 1 08/24/18 16:32 CHB82306
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 16:32 CHB82306
Aroclor 1254 2.8 (0.3) 8082A 5 08/25/18 12:03 CHB82306
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 16:32 CHB82306
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 16:32 CHB82306
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 16:32 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 88 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 75 % 30-150

Surrogate: Tetrachloro-m-xylene 89 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 89 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-761-082318 4FT
Date Sampled: 08/23/18 09:24
Percent Solids: 95

Initial Volume: 19.9

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-15
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1242 0.1 (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1254 0.9 (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 16:51 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 16:51 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 103 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 87 % 30-150

Surrogate: Tetrachloro-m-xylene 86 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 92 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston
Client Sample ID: B-762-082318 4FT
Date Sampled: 08/23/18 09:27
Percent Solids: 94

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808654
ESS Laboratory Sample ID: 1808654-16
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:39

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1242 ND (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1254 [2C] 0.2 (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1260 0.1 (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 19:04 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 19:04 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 88 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 82 % 30-150

Surrogate: Tetrachloro-m-xylene 84 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 89 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: B-763-082318 4FT ESS Laboratory Sample ID: 1808654-17
Date Sampled: 08/23/18 09:28 Sample Matrix: Soil

Percent Solids: 95 Units: mg/kg dry

Initial Volume: 19.6 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1242 0.2 (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1254 0.8 (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 19:23 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 19:23 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 84 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 79 % 30-150

Surrogate: Tetrachloro-m-xylene 74 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 81 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: SW-497-082318 0-4FT ESS Laboratory Sample ID: 1808654-18
Date Sampled: 08/23/18 09:57 Sample Matrix: Soil

Percent Solids: 94 Units: mg/kg dry

Initial Volume: 19.9 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 19:42 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 19:42 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 19:42 CHB82306
Aroclor 1242 0.3 (0.05) 8082A 1 08/24/18 19:42 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 19:42 CHB82306
Aroclor 1254 3.4 (0.5) 8082A 10 08/25/18 12:22 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 19:42 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 19:42 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 19:42 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 83 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 84 % 30-150

Surrogate: Tetrachloro-m-xylene 75 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 84 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654
Client Sample ID: SW-498-082318 0-4FT ESS Laboratory Sample ID: 1808654-19
Date Sampled: 08/23/18 09:58 Sample Matrix: Soil

Percent Solids: 96 Units: mg/kg dry

Initial Volume: 19.3 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 20:01 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 20:01 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 20:01 CHB82306
Aroclor 1242 0.3 (0.05) 8082A 1 08/24/18 20:01 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 20:01 CHB82306
Aroclor 1254 2.2 (0.3) 8082A 5 08/25/18 12:41 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 20:01 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 20:01 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 20:01 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 85 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 88 % 30-150

Surrogate: Tetrachloro-m-xylene 80 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 87 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654

Quality Control Data

Spike Source %REC RPD
Analyte Result MRL Units Level Result %REC Limits RPD Limit Qualifier

8082A Polychlorinated Biphenyls (PCB)

Batch CH82306 - 3540C

Blank

Aroclor 1016 ND 0.05 mg/kg wet

Aroclor 1016 [2C] ND 0.05 mg/kg wet

Aroclor 1221 ND 0.05 mg/kg wet

Aroclor 1221 [2C] ND 0.05 mg/kg wet

Aroclor 1232 ND 0.05 mg/kg wet

Aroclor 1232 [2C] ND 0.05 mg/kg wet

Aroclor 1242 ND 0.05 mg/kg wet

Aroclor 1242 [2C] ND 0.05 mg/kg wet

Aroclor 1248 ND 0.05 mg/kg wet

Aroclor 1248 [2C] ND 0.05 mg/kg wet

Aroclor 1254 ND 0.05 mg/kg wet

Aroclor 1254 [2C] ND 0.05 mg/kg wet

Aroclor 1260 ND 0.05 mg/kg wet

Aroclor 1260 [2C] ND 0.05 mg/kg wet

Aroclor 1262 ND 0.05 mg/kg wet

Aroclor 1262 [2C] ND 0.05 mg/kg wet

Aroclor 1268 ND 0.05 mg/kg wet

Aroclor 1268 [2C] ND 0.05 mg/kg wet

Surrogate: Decachlorobijpheny! 0.0200 mg/kg wet 0.02500 80 30-150
Surrogate: Decachlorobiphenyl [2C] 0.019 mg/kg wet 0.02500 78 30-150
Surrogate: Tetrachloro-m-xylene 0.0176 mg/kg wet 0.02500 70 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0209 mg/kg wet 0.02500 84 30-150
LCS

Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 89 40-140
Aroclor 1016 [2C] 0.5 0.05 mg/kg wet 0.5000 92 40-140
Aroclor 1260 0.5 0.05 mg/kg wet 0.5000 93 40-140
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 89 40-140
Surrogate: Decachlorobipheny! 0.0210 mg/kg wet 0.02500 84 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0203 mg/kg wet 0.02500 81 30-150
Surrogate: Tetrachloro-m-xylene 0.0192 ma/kg wet 0.02500 77 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0206 mg/kg wet 0.02500 82 30-150
LCS Dup

Aroclor 1016 0.5 0.05 mg/kg wet 0.5000 90 40-140 1 30
Aroclor 1016 [2C] 0.5 0.05 mg/kg wet 0.5000 93 40-140 0.8 30
Aroclor 1260 0.5 0.05 mg/kg wet 0.5000 94 40-140 0.5 30
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 89 40-140 0.4 30
Surrogate: Decachlorobipheny! 0.0212 mg/kg wet 0.02500 85 30-150
Surrogate: Decachlorobipheny! [2C] 0.0205 mg/kg wet 0.02500 82 30-150
Surrogate: Tetrachloro-m-xylene 0.0199 mg/kg wet 0.02500 79 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0213 mg/kg wet 0.02500 85 30-150
Matrix Spike Source: 1808654-08

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Quality Control Data

ESS Laboratory Work Order: 1808654

Spike Source %REC RPD
Analyte Result MRL Units Level Result %REC Limits RPD Limit Qualifier
8082A Polychlorinated Biphenyls (PCB)
Batch CH82306 - 3540C
Aroclor 1016 0.7 0.06 mg/kg dry 0.5661 ND 123 40-140
Aroclor 1016 [2C] 0.7 0.06 mg/kg dry 0.5661 ND 117 40-140
Aroclor 1260 0.6 0.06 mg/kg dry 0.5661 ND 107 40-140
Aroclor 1260 [2C] 0.5 0.06 mg/kg dry 0.5661 ND 92 40-140
Surrogate: Decachlorobipheny! 0.0276 mg/kg dry 0.02831 97 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0251 mg/kg dry 0.02851 89 30-150
Surrogate: Tetrachloro-m-xylene 0.0266 mg/kg dry 0.02831 94 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0277 mg/kg dry 0.02831 98 30-150
Matrix Spike Dup Source: 1808654-08
Aroclor 1016 0.7 0.06 mg/kg dry 0.5749 ND 129 40-140 6 30
Aroclor 1016 [2C] 0.7 0.06 mg/kg dry 0.5749 ND 124 40-140 7 30
Aroclor 1260 0.7 0.06 mg/kg dry 0.5749 ND 117 40-140 11 30
Aroclor 1260 [2C] 0.6 0.06 mg/kg dry 0.5749 ND 100 40-140 10 30
Surrogate: Decachlorobipheny! 0.0280 mg/kg dry 0.02875 97 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0256 mg/kg dry 0.02875 89 30-150
Surrogate: Tetrachloro-m-xylene 0.0263 mg/kg dry 0.02875 91 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0271 mg/kg dry 0.02875 94 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654

U
D
ND
dry
RPD
MDL
MRL
LOD

Avg
NR
[CALC]
SUB
RL

EDL

Notes and Definitions

Analyte included in the analysis, but not detected

Diluted.

Analyte NOT DETECTED at or above the MRL (LOQ), LOD for DoD Reports, MDL for J-Flagged Analytes
Sample results reported on a dry weight basis

Relative Percent Difference

Method Detection Limit

Method Reporting Limit

Limit of Detection
Limit of Quantitation

Detection Limit
Initial Volume
Final Volume

Subcontracted analysis; see attached report

Range result excludes concentrations of surrogates and/or internal standards eluting in that range.
Range result excludes concentrations of target analytes eluting in that range.

Range result excludes the concentration of the C9-C10 aromatic range.

Results reported as a mathematical average.

No Recovery

Calculated Analyte

Subcontracted analysis; see attached report
Reporting Limit

Estimated Detection Limit

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; >
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808654

ESS LABORATORY CERTIFICATIONS AND ACCREDITATIONS

ENVIRONMENTAL

Rhode Island Potable and Non Potable Water: LAI0O0179
http://www.health.ri.gov/find/labs/analytical/ESS.pdf

Connecticut Potable and Non Potable Water, Solid and Hazardous Waste: PH-0750
http://www.ct.gov/dph/lib/dph/environmental health/environmental laboratories/pdf/OutofStateCommerciall.aboratories.pdf

Maine Potable and Non Potable Water, and Solid and Hazardous Waste: R100002
http://www.maine.gov/dhhs/mecdc/environmental-health/dwp/partners/labCert.shtml

Massachusetts Potable and Non Potable Water: M-R1002
http://public.dep.state.ma.us/Labcert/Labcert.aspx

New Hampshire (NELAP accredited) Potable and Non Potable Water, Solid and Hazardous Waste: 2424
http://des.nh.gov/organization/divisions/water/dwgb/nhelap/index.htm

New York (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: 11313
http://www.wadsworth.org/labcert/elap/comm.html

New Jersey (NELAP accredited) Non Potable Water, Solid and Hazardous Waste: RI006
http://datamine2.state.nj.us/DEP_OPRA/OpraMain/pi_main?mode=pi_by_site&sort order=PI NAMEA&Selectt+a+Site:=58715

United States Department of Agriculture Soil Permit: P330-12-00139

Pennsylvania: 68-01752
http://www.dep.pa.gov/Business/OtherPrograms/Labs/Pages/Laboratory-Accreditation-Program.aspx

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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ESS Laboratory Sample and Cooler Receipt Checklist

Client: AEI Consuitants, Inc. - TB/MM ESS Project ID: 1808654
Date Received: 8/23/2018
Shipped/Delivered Via: ESS Courier Project Due Date: 8/27/2018
Days for Project: 2 Day
1. Air bill manifest present? 6. Does COC match bottles?
Air No.: NA
2. Were custody seals present? 7.1s COC complete and correct?
3. Is radiation count <100 CPM? Yes 8. Were samples received intact?
4. Is a Coaler Present? Yes 9. Were labs informed about short holds & rushes? @ o/ NA
Termnp: 4.0 Iced with; ice
10. Were any analyses received outside of hold time? Yek
5. Was COC signed and dated by client? Yes

11. Any Subcontracting needed?
ESS Sample iDs:
Analysis:

TAT:

12. Were VOASs received?
a. Air bubbles in aqueous VQAs?

Yes i No )
b. Does methanol caver scil completely?

13. Are the samples properly preserved?
a. If metals preserved upon receipt:

Yes A No
Yes /
Yes /No/ NA

®

No
Date: Time: By:

b. Low Level VOA vials frozen: Date: Time: By:
Sample Receiving Notes:
14, Was there a need to contact Project Manager? Yes(h;o;
a. Was there a need to contact the client? Yes
Who was contacted? Date: Time: By:
Air
Sample Container  Proper Sufficient . . Record pH (Cyanide and 608
Number D Container Bubbles Volume Container Type Preservative Peslicides)
Present
01 258066 Yes NA Yes 4 oz. Jar - Unpres NP
02 259065 Yes NA Yes 4 oz. Jar - Unpres NP
03 256064 Yes NA Yes 4 oz, Jar - Unpres NP
04 259063 Yes NA Yes 4 oz. Jar - Unpres NP
05 259062 Yes NA Yes 4 0z. Jar - Unpres NP
06 258061 Yes NA Yes 4 ¢z Jar - Unpres NP
o7 259060 Yes NA Yes 4 oz. Jar - Unpres NP
08 259059 Yes NA Yes 4 oz. Jar - Unpres NP
08 259098 Yes NA Yes 4 oz. Jar - Unpres NP
08 258100 Yes NA Yes 4 oz, Jar - Unpres NP
09 259058 Yes NA Yes 4 oz. Jar - Unpres NP
10 259057 Yes NA Yes 4 oz. Jar - Unpres NP
11 259056 Yes NA Yes 4 oz. Jar - Unpres NP
12 259055 Yes NA Yes 4 oz. Jar - Unpres NP
13 259054 Yes NA Yes 4 oz, Jar - Unpres NP
14 259053 Yes NA Yes 4 oz. Jar - Unpres NP
15 259052 Yes NA Yes 4 oz. Jar - Unpres NP
16 259051 Yes NA Yes 4 0z, Jar - Unpres NP
17 259050 Yes NA Yes 4 oz, Jar - Unpres NP
18 259049 Yes NA Yes 4 oz. Jar - Unpres NP
19 259048 Yes NA Yes 4 oz, Jar - Unpres NP
2nd Review
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ESS Laboratory Sample and Cooler Receipt Checklist

Client: AEI Consultants, Inc. - TB/MM ESS Project ID: 1808654
) Date Received: 8/23/2018
Are barcode labels g correct containers? Yes. / No
Are all necessary gligkers attached? Yes J No
Completed & 37 % Vi Q
By: A Y Date & Time: / 9% /()3
Reviewed mgz ! ¥ vl }
By: \ o~ j& Date & Time: < 7 !;g niz

s TR dlrle i
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01/

ESS Laboratory CHAIN OF CUSTODY ESS Lab # [S0565 Y
Division of Thielsch Engineering, Inc. Turn Time Rush K& Reporting .
185 Frances Avenue, Cranston RI 02910 Regulatory State " Limits seR A
Tel. (401) 461-7181 Fax (401) 461-4486 Is this project for any of the following?: Electonic [ Jmit Checier [(Hindard Excel
www.esslaboratory.com OcT ReP OMA Mcp Orap Deliverables [TJother (Please Specify —)
’Cdn'ga_gg Name Project # Project Name
4RSS s
Contact Person Address o 3
F’romn Tag LhZ Wede St St Hooo 2 =
Zip Cod PO # g =
Boshon A 071G = < |3
Telephone Number FAX Number Email Address n
A3 -SH3-3128 — rng@aecoasuibunks . com )
ES&I‘.DLab Col[;::on Co.’:.:::o" Sample Type Sample Matrix e Sampie ID g_
\ a3y | 690y G S B~7us- 053,65 (4) N\
2 ez (¥ | 090y | | N-749 -0gd3F L q) X
Ivy/ ¢ Q & | g - =g
3 |gmng [690¢ | | “150-084318 (<) <
Y ey (6109 B-751-Gxo30d (4] x
v = p ‘ — TG .
S [Ty 00y (-71)-08ddg () >
G | ¥hy |96 §-753-0¥831% (4) <
{ Jeue [0 J B-754 - Upa 3§ (4) >
_ <% e A | 906 / R-75y - ovd 71§ (4] %
A 530 (o7 ,I ; B-75v - Gxdf (§-1 (%) X
A LP [s13(11 oy ¢ i a -FCY -0FI3LE (1) mi/mip ~
Container Type: AC-Air Cassetie AG-Amber Glass B-BOD Boftie  G-Cubitainer G - Glass O-Other P-Poly S-Sterile V-Vial|/AS
Container Volume: 1-100mL  2-2.5gal 3-250mL 4-300 mL 5-500 mL &1L 7-VOA 820z 04 oz 10-8 0z 11-Other*| 7
Preservation Code: 1-Non Presarved 2-HOI  3-H2804  4-HNO3  5-NaOH  G-Methanol 7-Na26203 8ZnAce,NeOH O-NH4CI 10-DIH20  11-AscobicAckd  12-Other*|
/ Number of Containers per Sample: i
Laborgtory Use Only Sampledby: A Ting
Cooler Present: Comments: Please specify "Other" preservative and containers types in this space
Seals Intact: viote | L See F‘rﬂiec{— QVJ{PI)
Cooler Temperature: 4 ( °C ZcE LC ' |
Relinquished by: (Signature, Date & Time) Received By: (Signature, Date & Time) Relinquished By: (Signature, Date & Time) Received By: (Signature, Date & Time)
dee—e— ©l238 HEARICN BN /as[}s BN CA IS 8[25!|8 i35 . Fblrs (<H0
Relinquishéd- 9{ (Signature, Date & Time) Received By: (Signature, Date & Time) Relinquished By: (Signature, Date & Time) " Received By: Eiignéture Date & Time)
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0 &Y

ESS Laboratory CHAIN OF CUSTODY ESS Lab # /O8>
Division of Thielsch Engineering, Inc. Turn Time Rush B g Reporting :
185 Frances Avenue, Cranston R 02810 Regulatory State 2.4 Limgs 722 note )
Tel. (401) 461-7181 Fax (401) 461-4486 Is this project for any of the following?: Electonic [ Jtmit Checker [H&=ndard Bxcel
www.esslaboratory.com Ocrrer Oma mcp Orep Deliverables [Jother (Please Specily —)
3@_&1 Name Project # Project Name
DRSS 4l
Contact Person Address o 3
cﬁomr\ 1S L2 Wekec S Elooc - L
L Zip Cod P
Besthon ™M 7 O7 16 — < 5%
Telephone Number FAX Number Email Address
qq’%"ﬂq"jﬂ%g s L&\t\qc@‘(ﬁc(cl“\s“lmﬁﬁ Com £
ES?DL"” Cd::ﬁ:m Cdr'fnf:"" Sample Type | Sample Matrix = Sample ID g__
I A873(G | 99810 & s 4%'-">"\, - 0543y (4') 3
D [lsps Joan] | \l R-77- 04310 () '
-4 C /Y i F | =
lf_y/ gy uwg,"_lk } R-75Y -T¥I 31K (« ) a
R\ | R-759-064 3¢ (') X
; Mgl BRI | = = .
lg’[ §/33((y |3 g d’a } A-761-08431§ (') X
(A, (L53 [0 ¥ B-76(- Oxy 3t¥ (4') 0
( QW&W@ 137y - 76y- 0k 31y (4 ) x
[ ozt loaysdy ! B—7( Ogd3g (1) >
19 |s0305[0057,4 C Sw-497-0533 (¥ (0-4') A
Ly 1§74 | 095y [CI l (JN'“W(('OKJ%K((}”V) X
T Container Type: AC-AirCassetle AG-Amber Glass B-BOD Bottie ~C-Cubitziner G- Glass O-Other P-Poly S-Sterile V-Vial |46
Container Volume: 1-100 mL 2-2.5gal 3-250mL 4-300mL 5-500mL 6-1L 7-VOA 820z 940z 10-80z 11-Other =
Preservation Code: 1-NonPreseved 2-HGI 3-H2804 4-HNO3 5-NaOH 6-Methanol 7-Na28208 8-ZnAce, NaOW  S-NH4CI 10-DIH20  1i-Ascoblc Acld  12-Other’| /
yi Number of Containers per Sample: |
Laborgtory Use Only Sampledby: A TG
Cooler Present: Comments: 4 Please specify "Other" preservative and containers types in this space
Seals Intact: note ) 1 S2e pedyect QRPP
Cooler Temperature: & ©  °C T T L |

Relinquished by: (Signature, Date & Time)

Received By: (Signature, Date & Time)

Relinquished By: (Signature, Date & Time)

i
'~ tlkeceived By: (Signatyre, Date & Time)

:;2;::’?#% 32219 15(Z

2 (S ¢lshs ssiz

O L sl3lisiszs

W/ glsis S0

Relinquished by: (Signature, Date & Time)

Recaived By: (Sighaturg, Date & Time)

Relinquished By: (Stgnature bate & Time)

Received By: (Signdture, Date & Time)

Page 31 of 31




ESS Laboratory BAL Laboratory

Division of Thielsch Engineering, Inc. The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Richard Kowalski
AEI Consultants, Inc.
148 Hathaway Road
Dartmouth, MA 02747

RE: BASF Cranston (363655)
ESS Laboratory Work Order Number: 1808655

This signed Certificate of Analysis is our approved release of your analytical results. These results are
only representative of sample aliquots received at the laboratory. ESS Laboratory expects its clients to
follow all regulatory sampling guidelines. Beginning with this page, the entire report has been paginated.
This report should not be copied except in full without the approval of the laboratory. Samples will be
disposed of thirty days after the final report has been delivered. If you have any questions or concerns,
please feel free to call our Customer Service Department.

& 0000 REVIEWED

R N a TP
Laurel Stoddard By ESS Laboratory at 4:40 pm, Aug 27, 2018
Laboratory Director

Analytical Summary

The project as described above has been analyzed in accordance with the ESS Quality Assurance Plan.
This plan utilizes the following methodologies: US EPA SW-846, US EPA Methods for Chemical
Analysis of Water and Wastes per 40 CFR Part 136, APHA Standard Methods for the Examination of
Water and Wastewater, American Society for Testing and Materials (ASTM), and other recognized
methodologies. The analyses with these noted observations are in conformance to the Quality Assurance
Plan. In chromatographic analysis, manual integration is frequently used instead of automated
integration because it produces more accurate results.

The test results present in this report are in compliance with TNI and relative state standards, and/or
client Quality Assurance Project Plans (QAPP). The laboratory has reviewed the following: Sample
Preservations, Hold Times, Initial Calibrations, Continuing Calibrations, Method Blanks, Blank Spikes,
Blank Spike Duplicates, Duplicates, Matrix Spikes, Matrix Spike Duplicates, Surrogates and Internal
Standards. Any results which were found to be outside of the recommended ranges stated in our SOPs
will be noted in the Project Narrative.

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

ESS Laboratory

Division of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808655

SAMPLE RECEIPT

The following samples were received on August 23, 2018 for the analyses specified on the enclosed Chain of Custody Record.

Lab Number Sample Name Matrix Analysis
1808655-01 SW-499-082318 0-4FT Soil 8082A
1808655-02 SW-500-082318 0-4FT Soil 8082A
1808655-03 SW-501-082318 0-4FT Soil 8082A
1808655-04 SW-502-082318 0-4FT Soil 8082A
1808655-05 SW-503-082318 0-4FT Soil 8082A
1808655-06 SW-504-082318 0-4FT Soil 8082A
1808655-07 SW-505-082318 0-4FT Soil 8082A
1808655-08 SW-506-082318 0-4FT Soil 8082A
1808655-09 SW-507-082318 0-4FT Soil 8082A
1808655-10 SW-508-082318 0-4FT Soil 8082A
1808655-11 SW-508-082318-1 0-4FT Soil 8082A
1808655-12 SW-671-082318 0-4FT Soil 8082A
1808655-13 SW-672-082318-0-4FT Soil 8082A
1808655-14 SW-673-082318-0-4FT Soil 8082A
1808655-15 SW-674-082318-0-4FT Soil 8082A
185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

" Division of Thielsch Engineering, Inc. ; -
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808655

PROJECT NARRATIVE

8082A Polychlorinated Biphenyls (PCB)
CHS82307-MS1 Matrix Spike recovery is above upper control limit (M+).

Aroclor 1260 (175% @ 40-140%), Aroclor 1260 [2C] (177% @ 40-140%)
CH82307-MSD1 Matrix Spike recovery is above upper control limit (M+).
Aroclor 1260 (184% @ 40-140%), Aroclor 1260 [2C] (182% @ 40-140%)

No other observations noted.
End of Project Narrative.

DATA USABILITY LINKS

To ensure you are viewing the most current version of the documents below, please clear your internet cookies for
www.ESSLaboratory.com. Consult your IT Support personnel for information on how to clear your internet cookies.

Definitions of Quality Control Parameters

Semivolatile Organics Internal Standard Information

Semivolatile Organics Surrogate Information

Volatile Organics Internal Standard Information

Volatile Organics Surrogate Information
EPH and VPH Alkane Lists

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/du.pdf
http://www.esslaboratory.com/pdf/svoa_i.pdf
http://www.esslaboratory.com/pdf/voa_i.pdf
http://www.esslaboratory.com/pdf/voa_s.pdf
http://www.esslaboratory.com/pdf/svoa_s.pdf
http://www.esslaboratory.com/pdf/eph_vph.pdf

ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

ESS Laboratory Work Order: 1808655

CURRENT SW-846 METHODOLOGY VERSIONS

Analvtical Methods

1010A - Flashpoint

6010C - ICP

6020A - ICP MS

7010 - Graphite Furnace
7196A - Hexavalent Chromium
7470A - Aqueous Mercury
7471B - Solid Mercury

8011 - EDB/DBCP/TCP
8015C - GRO/DRO

8081B - Pesticides

8082A - PCB

8100M - TPH

8151A - Herbicides

8260B - VOA

8270D - SVOA

8270D SIM - SVOA Low Level
9014 - Cyanide

9038 - Sulfate

9040C - Aqueous pH

9045D - Solid pH (Corrosivity)
9050A - Specific Conductance
9056A - Anions (IC)

9060A - TOC

9095B - Paint Filter

MADEP 04-1.1 - EPH
MADEP 04-2.1 - VPH

Prep Methods

3005A - Aqueous ICP Digestion

3020A - Aqueous Graphite Furnace / ICP MS Digestion
3050B - Solid ICP / Graphite Furnace / ICP MS Digestion
3060A - Solid Hexavalent Chromium Digestion

3510C - Separatory Funnel Extraction

3520C - Liquid / Liquid Extraction

3540C - Manual Soxhlet Extraction

3541 - Automated Soxhlet Extraction

3546 - Microwave Extraction

3580A - Waste Dilution

5030B - Aqueous Purge and Trap

5030C - Aqueous Purge and Trap

5035 - Solid Purge and Trap

SW846 Reactivity Methods 7.3.3.2 (Reactive Cyanide) and 7.3.4.1 (Reactive Sulfide) have been withdrawn by EPA. These

methods are reported per client request and are not NELAP accredited.

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

Tel: 401-461-7181

Fax: 401-461-4486

Quality . Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808655
Client Sample ID: SW-499-082318 0-4FT ESS Laboratory Sample ID: 1808655-01
Date Sampled: 08/23/18 09:59 Sample Matrix: Soil

Percent Solids: 94 Units: mg/kg dry

Initial Volume: 19.4 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:39

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 20:20 CHB82306
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 20:20 CHB82306
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 20:20 CHB82306
Aroclor 1242 1.0 (0.05) 8082A 1 08/24/18 20:20 CHB82306
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 20:20 CHB82306
Aroclor 1254 6.6 (0.5) 8082A 10 08/25/18 13:00 CHB82306
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 20:20 CHB82306
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 20:20 CHB82306
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 20:20 CHB82306
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 87 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 91 % 30-150

Surrogate: Tetrachloro-m-xylene 86 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 92 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Client Sample ID: SW-500-082318 0-4FT
Date Sampled: 08/23/18 10:00

Percent Solids: 93

Initial Volume: 19.7

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-02
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 12:03 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 12:03 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 12:03 CHS82307
Aroclor 1242 0.6 (0.05) 8082A 1 08/24/18 12:03 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 12:03 CHS82307
Aroclor 1254 5.5(0.5) 8082A 10 08/24/18 20:02 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 12:03 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 12:03 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 12:03 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 90 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 84 % 30-150

Surrogate: Tetrachloro-m-xylene 98 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 94 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808655
Client Sample ID: SW-501-082318 0-4FT ESS Laboratory Sample ID: 1808655-03
Date Sampled: 08/23/18 10:01 Sample Matrix: Soil

Percent Solids: 94 Units: mg/kg dry

Initial Volume: 19.7 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:51

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 12:23 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 12:23 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 12:23 CHS82307
Aroclor 1242 0.5 (0.05) 8082A 1 08/24/18 12:23 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 12:23 CHS82307
Aroclor 1254 5.5(0.5) 8082A 10 08/24/18 20:21 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 12:23 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 12:23 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 12:23 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 108 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 101 % 30-150

Surrogate: Tetrachloro-m-xylene 116 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 104 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Client Sample ID: SW-502-082318 0-4FT
Date Sampled: 08/23/18 10:02

Percent Solids: 88

Initial Volume: 19.7

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-04
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 12:42 CHS82307
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 12:42 CHS82307
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 12:42 CHS82307
Aroclor 1242 1.1 (0.06) 8082A 1 08/24/18 12:42 CHS82307
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 12:42 CHS82307
Aroclor 1254 11.0 (1.2) 8082A 20 08/24/18 20:40 CHS82307
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 12:42 CHS82307
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 12:42 CHS82307
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 12:42 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 95 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 113 % 30-150

Surrogate: Tetrachloro-m-xylene 102 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 95 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Client Sample ID: SW-503-082318 0-4FT
Date Sampled: 08/23/18 10:03

Percent Solids: 94

Initial Volume: 20

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-05
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 13:01 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 13:01 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 13:01 CHS82307
Aroclor 1242 2.1 (0.5) 8082A 10 08/24/18 20:59 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 13:01 CHS82307
Aroclor 1254 8.0 (0.5) 8082A 10 08/24/18 20:59 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 13:01 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 13:01 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 13:01 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 107 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 101 % 30-150

Surrogate: Tetrachloro-m-xylene 95 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 91 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808655
Client Sample ID: SW-504-082318 0-4FT ESS Laboratory Sample ID: 1808655-06
Date Sampled: 08/23/18 10:04 Sample Matrix: Soil

Percent Solids: 89 Units: mg/kg dry

Initial Volume: 19.7 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:51

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 13:20 CHS82307
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 13:20 CHS82307
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 13:20 CHS82307
Aroclor 1242 [2C] 0.2 (0.06) 8082A 1 08/24/18 13:20 CHS82307
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 13:20 CHS82307
Aroclor 1254 2.7 (0.3) 8082A 5 08/24/18 21:17 CHS82307
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 13:20 CHS82307
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 13:20 CHS82307
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 13:20 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 83 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 85 % 30-150

Surrogate: Tetrachloro-m-xylene 87 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 85 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service

Page 10 of 28



ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Client Sample ID: SW-505-082318 0-4FT
Date Sampled: 08/23/18 10:05

Percent Solids: 94

Initial Volume: 19.7

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-07
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 13:40 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 13:40 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 13:40 CHS82307
Aroclor 1242 0.7 (0.05) 8082A 1 08/24/18 13:40 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 13:40 CHS82307
Aroclor 1254 4.4 (0.5) 8082A 10 08/24/18 21:36 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 13:40 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 13:40 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 13:40 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 86 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 90 % 30-150

Surrogate: Tetrachloro-m-xylene 101 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 99 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com

Page 11 of 28



ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Client Sample ID: SW-506-082318 0-4FT
Date Sampled: 08/23/18 10:06

Percent Solids: 93

Initial Volume: 19.2

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-08
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.06) 8082A 1 08/24/18 13:59 CHS82307
Aroclor 1221 ND (0.06) 8082A 1 08/24/18 13:59 CHS82307
Aroclor 1232 ND (0.06) 8082A 1 08/24/18 13:59 CHS82307
Aroclor 1242 [2C] 0.3 (0.06) 8082A 1 08/24/18 13:59 CHS82307
Aroclor 1248 ND (0.06) 8082A 1 08/24/18 13:59 CHS82307
Aroclor 1254 6.6 (0.6) 8082A 10 08/24/18 21:55 CHS82307
Aroclor 1260 ND (0.06) 8082A 1 08/24/18 13:59 CHS82307
Aroclor 1262 ND (0.06) 8082A 1 08/24/18 13:59 CHS82307
Aroclor 1268 ND (0.06) 8082A 1 08/24/18 13:59 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 95 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 112 % 30-150

Surrogate: Tetrachloro-m-xylene 125 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 109 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Client Sample ID: SW-507-082318 0-4FT
Date Sampled: 08/23/18 10:07

Percent Solids: 95

Initial Volume: 19.3

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-09
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 14:18 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 14:18 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 14:18 CHS82307
Aroclor 1242 0.1 (0.05) 8082A 1 08/24/18 14:18 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 14:18 CHS82307
Aroclor 1254 2.0 (0.3) 8082A 5 08/24/18 22:14 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 14:18 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 14:18 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 14:18 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 96 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 92 % 30-150

Surrogate: Tetrachloro-m-xylene 97 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 97 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston

Client Sample ID: SW-508-082318 0-4FT
Date Sampled: 08/23/18 10:11

Percent Solids: 93

Initial Volume: 20.1

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-10
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 14:38 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 14:38 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 14:38 CHS82307
Aroclor 1242 0.4 (0.05) 8082A 1 08/24/18 14:38 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 14:38 CHS82307
Aroclor 1254 7.9 (0.5) 8082A 10 08/24/18 22:34 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 14:38 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 14:38 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 14:38 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 92 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 98 % 30-150

Surrogate: Tetrachloro-m-xylene 108 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 100 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com

Page 14 of 28



ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston

Client Sample ID: SW-508-082318-1 0-4FT
Date Sampled: 08/23/18 10:11

Percent Solids: 94

Initial Volume: 19.9

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-11
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 15:35 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 15:35 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 15:35 CHS82307
Aroclor 1242 [2C] 0.2 (0.05) 8082A 1 08/24/18 15:35 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 15:35 CHS82307
Aroclor 1254 5.4 (0.5) 8082A 10 08/24/18 22:53 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 15:35 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 15:35 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 15:35 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 96 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 93 % 30-150

Surrogate: Tetrachloro-m-xylene 116 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 104 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc.
& & of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808655
Client Sample ID: SW-671-082318 0-4FT ESS Laboratory Sample ID: 1808655-12
Date Sampled: 08/23/18 10:12 Sample Matrix: Soil

Percent Solids: 95 Units: mg/kg dry

Initial Volume: 19.7 Analyst: CAD

Final Volume: 10 Prepared: 8/23/18 17:51

Extraction Method: 3540C

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 15:55 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 15:55 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 15:55 CHS82307
Aroclor 1242 [2C] 0.2 (0.05) 8082A 1 08/24/18 15:55 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 15:55 CHS82307
Aroclor 1254 4.2 (0.5) 8082A 10 08/25/18 12:03 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 15:55 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 15:55 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 15:55 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 89 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 89 % 30-150

Surrogate: Tetrachloro-m-xylene 93 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 94 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com

Dependability . Quality . Service

Page 16 of 28



ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston

Client Sample ID: SW-672-082318-0-4FT
Date Sampled: 08/23/18 10:13

Percent Solids: 95

Initial Volume: 19.2

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-13
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 16:14 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 16:14 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 16:14 CHS82307
Aroclor 1242 [2C] 0.2 (0.05) 8082A 1 08/24/18 16:14 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 16:14 CHS82307
Aroclor 1254 3.6 (0.5) 8082A 10 08/25/18 12:23 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 16:14 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 16:14 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 16:14 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 100 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 99 % 30-150

Surrogate: Tetrachloro-m-xylene 99 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 96 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston

Client Sample ID: SW-673-082318-0-4FT
Date Sampled: 08/23/18 10:14

Percent Solids: 95

Initial Volume: 19.2

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-14
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 16:33 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 16:33 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 16:33 CHS82307
Aroclor 1242 0.4 (0.05) 8082A 1 08/24/18 16:33 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 16:33 CHS82307
Aroclor 1254 7.1 (0.5) 8082A 10 08/25/18 12:42 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 16:33 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 16:33 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 16:33 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 90 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 107 % 30-150

Surrogate: Tetrachloro-m-xylene 101 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 95 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS Laboratory

Division of Thielsch Engineering, Inc.

BAL Laboratory

The Microbiology Division
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.

Client Project ID: BASF Cranston

Client Sample ID: SW-674-082318-0-4FT
Date Sampled: 08/23/18 10:15

Percent Solids: 94

Initial Volume: 19.5

Final Volume: 10

Extraction Method: 3540C

ESS Laboratory Work Order: 1808655
ESS Laboratory Sample ID: 1808655-15
Sample Matrix: Soil

Units: mg/kg dry

Analyst: CAD

Prepared: 8/23/18 17:51

8082A Polychlorinated Biphenyls (PCB)

Analyte Results (MRL) MDL Method Limit DF Analyzed Sequence Batch
Aroclor 1016 ND (0.05) 8082A 1 08/24/18 18:47 CHS82307
Aroclor 1221 ND (0.05) 8082A 1 08/24/18 18:47 CHS82307
Aroclor 1232 ND (0.05) 8082A 1 08/24/18 18:47 CHS82307
Aroclor 1242 0.8 (0.05) 8082A 1 08/24/18 18:47 CHS82307
Aroclor 1248 ND (0.05) 8082A 1 08/24/18 18:47 CHS82307
Aroclor 1254 7.3 (0.5) 8082A 10 08/25/18 13:01 CHS82307
Aroclor 1260 ND (0.05) 8082A 1 08/24/18 18:47 CHS82307
Aroclor 1262 ND (0.05) 8082A 1 08/24/18 18:47 CHS82307
Aroclor 1268 ND (0.05) 8082A 1 08/24/18 18:47 CHS82307
%Recovery Qualifier Limits

Surrogate: Decachlorobjpheny! 98 % 30-150

Surrogate: Decachlorobijphenyl! [2C] 93 % 30-150

Surrogate: Tetrachloro-m-xylene 101 % 30-150

Surrogate: Tetrachloro-m-xylene [2C] 96 % 30-150

185 Frances Avenue, Cranston, RI 02910-2211
Dependability

.

Tel: 401-461-7181

Quality

Fax: 401-461-4486

. Service

http://www.ESSLaboratory.com
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ESS LabOI‘atOI‘y BAL Laboratory

The Microbiology Division

Division of Thielsch Engineering, Inc. ; 5
of Thielsch Engineering, Inc.

CERTIFICATE OF ANALYSIS

Client Name: AEI Consultants, Inc.
Client Project ID: BASF Cranston ESS Laboratory Work Order: 1808655

Quality Control Data

Spike Source %REC RPD
Analyte Result MRL Units Level Result %REC Limits RPD Limit Qualifier

8082A Polychlorinated Biphenyls (PCB)

Batch CH82306 - 3540C

Blank

Aroclor 1016 ND 0.05 mg/kg wet

Aroclor 1016 [2C] ND 0.05 mg/kg wet

Aroclor 1221 ND 0.05 mg/kg wet

Aroclor 1221 [2C] ND 0.05 mg/kg wet

Aroclor 1232 ND 0.05 mg/kg wet

Aroclor 1232 [2C] ND 0.05 mg/kg wet

Aroclor 1242 ND 0.05 mg/kg wet

Aroclor 1242 [2C] ND 0.05 mg/kg wet

Aroclor 1248 ND 0.05 mg/kg wet

Aroclor 1248 [2C] ND 0.05 mg/kg wet

Aroclor 1254 ND 0.05 mg/kg wet

Aroclor 1254 [2C] ND 0.05 mg/kg wet

Aroclor 1260 ND 0.05 mg/kg wet

Aroclor 1260 [2C] ND 0.05 mg/kg wet

Aroclor 1262 ND 0.05 mg/kg wet

Aroclor 1262 [2C] ND 0.05 mg/kg wet

Aroclor 1268 ND 0.05 mg/kg wet

Aroclor 1268 [2C] ND 0.05 mg/kg wet

Surrogate: Decachlorobipheny! 0.0200 mg/kg wet 0.02500 80 30-150
Surrogate: Decachlorobiphenyl [2C] 0.019 mg/kg wet 0.02500 78 30-150
Surrogate: Tetrachloro-m-xylene 0.0176 mg/kg wet 0.02500 70 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0209 mg/kg wet 0.02500 84 30-150
LCS

Aroclor 1016 0.4 0.05 mg/kg wet 0.5000 89 40-140
Aroclor 1016 [2C] 0.5 0.05 mg/kg wet 0.5000 92 40-140
Aroclor 1260 0.5 0.05 mg/kg wet 0.5000 93 40-140
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 89 40-140
Surrogate: Decachlorobipheny! 0.0210 mg/kg wet 0.02500 84 30-150
Surrogate: Decachlorobiphenyl [2C] 0.0203 mg/kg wet 0.02500 81 30-150
Surrogate: Tetrachloro-m-xylene 0.0192 ma/kg wet 0.02500 77 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0206 mg/kg wet 0.02500 82 30-150
LCS Dup

Aroclor 1016 0.5 0.05 mg/kg wet 0.5000 90 40-140 1 30
Aroclor 1016 [2C] 0.5 0.05 mg/kg wet 0.5000 93 40-140 0.8 30
Aroclor 1260 0.5 0.05 mg/kg wet 0.5000 94 40-140 0.5 30
Aroclor 1260 [2C] 0.4 0.05 mg/kg wet 0.5000 89 40-140 0.4 30
Surrogate: Decachlorobipheny! 0.0212 mg/kg wet 0.02500 85 30-150
Surrogate: Decachlorobipheny! [2C] 0.0205 mg/kg wet 0.02500 82 30-150
Surrogate: Tetrachloro-m-xylene 0.0199 mg/kg wet 0.02500 79 30-150
Surrogate: Tetrachloro-m-xylene [2C] 0.0213 mg/kg wet 0.02500 85 30-150

Batch CH82307 - 3540C

185 Frances Avenue, Cranston, RI 02910-2211 Tel: 401-461-7181 Fax: 401-461-4486 http://www.ESSLaboratory.com
Dependability . Quality . Service
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